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1.0 GENERAL DESCRIPTION 

The "Modem" Tl with its support module, the "IF Combiner" T2 provide 
a two-way communications system between the control building and each 
antenna. 

The Modem along with the waveguide comprise a closed single sideband 
millimeter wave system which operates on various channels from 27.4 to 
52.4 GHz. 

The Modem is basically a millimeter wave/1-2 GHz up/down mixer with 
a phase locked local oscillator. 

The signals to be transmitted are combined from other modules in the 
accompanying "IF Combiner" T2 module. This unit also distributes the 1 GHz 
to 2 GHz received Modem IF passband to various other modules, besides inter¬ 
facing itself and the Modem to the local Digital Communications System 
system. 

The Modem system transmits "LO signals", used for electrical measurement 
of the waveguide length, and digital commands to each antenna. In turn, it 
receives "LO signals", digital and analog monitor data, and the front end 
IF signals from each antenna. All are contained in a Modem IF passband 
from 1 to 2 GHz. Typical Modem IF passbands are shown in Figure 3-2, 3, 4. 

Since there is one common waveguide run between all antennas on a given 
arm and the control building, the signals are frequency division as well 
as time division multiplexed. Each antenna position in a given array has a 
specific channel allocated to it. The channels are given in Figure 1-1. Each 
antenna modem transmits for 49 msec and receives for 1 msec. Each control 
building modem transmits for 1 msec and receives for 49 msec. 

Because of the broad frequency range covered in the waveguide system, 
modems are built for specific channels only. Thus only modems of a specific 
channel are compatible. The modems used at the vertex rooms of the antennas 
are identical to those used at the control building and may be substituted 
upon proper adjustment of the receive level on the T2 Module. 

Since the T2 Module only operates with the 1-2 GHz Modem IF passband, 
which is not influenced by a specific channel, all IF Combiner T2 Modules 
are interchangeable upon proper adjustment of the receive level. 
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CHANNEL 

LOCAL OSCILLATOR 

FREQUENCY 

f , GHz 
o 

SIGNAL BAND 

LOW 

HIGH 

1 

26.41 

27.41 

28.41 

2 

28.79 

29.79 

30.79 

3 

31.21 

32.21 

33.21 

4 

33.59 

34.59 

35.59 

5 

36.01 

37.01 

38.01 

6 

38.39 

39.39 

40.39 

7 

40.81 

41.81 

42.81 

8 

43.19 

44.19 

45.19 

9 

45.61 

46.61 

47.61 

10 

47.99 

48.99 

49.99 

11 

50.41 

51.41 

52.41 


FIGURE 1-1: 


MODEM WAVEGUIDE CHANNEL ALLOCATIONS 










2.0 THEORY OF OPERATION 


Refer to the modem block diagram of Figure 2-1. 


A. R. F. SUBASSEMBLY 

The Modem Mixer is used in both transmit and receive, without 
any switching of diode bias voltages to improve performance in 
either of the two modes. Thus while performance may not be 
optimum, reliability is increased because of more mechanically 
stable diode moxints and because of the elimination of noise pickup 
on the bias line. Also since the diodes in the "Spacekom" mixers 
are in a standard sealed pill package, they are more rugged, easier 
to change, multi-sourced and may be easily replaced later by better 
devices as the state of the art improves. Two diodes are used in 
each mixer to provide a better 1 dB compression point in the transmit 
mode. 

The mixers are purchased for individual waveguide channels with 
the upper sideband RF passband filter attached, since the electrical 
distance from the mixer to the filter is critical for image enhance¬ 
ment, and thus optimum performance. 

Because of the requirements for a low VSWR to be presented to 
the waveguide system in both transmit and receive, a latching three 
port circulator with port 3 terminated is used as a two port isolator, 
and is placed between the mixer/filter combination and the waveguide 
system to isolate the mixer from the waveguide. This unidirectional 
device switches direction of propagation on the edges of the transmit/ 
receive pulse. Because it switches on the edges of the T/R pulse, 
the T/R pulse must be free of "bounce" or "transients" for reliable 
operation. A "synchronous debounce circuit" removes any transient 
noise or bounce from Si, the front panel transmit/receive/auto switch and 
prevents the switch frcan interrupting the circulator T/R pulse train until 
a complete cycle of transmit or receive has been obtained. This insures 
a long enough duration of T/R pulse to enable the circulator to fully 
switch states, when SI is thrown into either manual transmit or manual 
receive. However, this requires the T/R pulse train to be present for 
operation of the switch. 

The latching circulator changes states by applying a short dura¬ 
tion current pulse to an internal hard iron core electro-magnet. 

Thus when power is removed to the circulator it will remain in whatever 
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state it was switched to prior to power removal. Because of the 
need to switch this inductive load, transients are induced into 
the wiring of the modem module. But since the modem system is 
allowed 100 microseconds to acquire a stable state after the 
T/R pulse, system operation is not affected. 

The output of the circulator is coupled to the waveguide system 
through a waveguide extension (WR-28, 26.5-40 GHz, for Channels 1-6 
and WR-22, 33-50 GHz, for Channels 7-10). It should be noted that 
WR-19, 40-60 GHz, is used for all internal microwave components on 
Channels 7-10 except for the output side of the circulator and the 
waveguide extension. WR-22 was chosen for external waveguide runs 
because of its lower losses. The decision to use WR-19 for the 
Modem microwave components was arrived at before the decision on 
external rectangular waveguide runs. 

A bidirectional IF port on the modem mixer is gated with the T/R 
signal between a high 1 dB compression point transmit amplifier and a 
low noise receive amplifier. (A pin diode driver board interfaces the 
high current - high voltage requirements of both pin diode switches 
with the TTL T/R signal.) This single pole doiable throw pin diode 
switch has high isolation, ^ -60 dB, between ports to minimize feed¬ 
through of the transmit signal into the receive system. The high 1 dB 
compression point on the transmit amplifier of +17 dBm minimum permits 
the maximum modem output transmit power with minimal intermodulation to 
be dependent on the limiting factor of mixer diode capability (^ + 5 dBm 
at 1 dB compression) rather than on the transmit amplifier. 

A level setting pad on the input to the transmit amplifier is 
custom selected for each modem to provide - + 1 dBm output at the 
waveguide port for -6.5 dBm input at the transmit IF input port, 

J16. Thus the + 5 dBm minimum compression point of each modem 
mixer may be taken advantage of even though the amplifier gain 
and mixer conversion loss may vary. 

A single pole single throw pin diode switch with -40 dB isola¬ 
tion and gated by the T/R pulse is placed before the level setting 
pad to aid in preventing feedthrough of transmit signals into 
the receive system during receive. If the pad was placed before 
the pin diode switch, better passband ripple due to input VSWR and 
the long line of coaxial cable from T2 to Tl would be obtained. 

However, the transmit amplifier was found to oscillate when the 
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SPST switch on the input and the SPOT switch at the output were 
gated off. This problem, probably caused by higher input-output 
feedback due to the reactances presented to the amplifier with the 
switches off, could be prevented by placing the level setting pad 
between the SPST switch and the transmit amplifier's input, thus 
insuring a good match at the input under any condition and thus 
stable operation due to less feedback. 

A low noise (3 dB maximum noise figure) 1-2 GHz receive amplifier 
is placed at the other port of the SPOT pin diode switch. A noise 
figure budget is given in Figure 3-6. 

B. PHASE LOCKED LOCAL OSCILLATOR 

A "Gunn" oscillator is used as the local oscillator for the 
modem mixer. No adjustment is provided for setting the power 
output (+17 dBm 1 dB) of the Gunn oscillator. A voltage regulator 
for the Gunn oscillator includes current limiting and overvoltage 
crowbar circuits to protect the oscillator from damage in the 
event of accidental transients. The crowbar is used in conjunction 
with a 3 amp fuse mounted on the front panel of the module. 

In order to maintain frequency stability the Gunn oscillator 
is voltage tuned and phase locked to signals derived from the 
external crystal controlled "LO" System, A 2400 MHz reference 
signal from the LO system is amplified by a 1-2 GHz Avantek broad¬ 
band amplifier (Avantek ASD-8199M) operated in saturation. The 
Avantek 1-2 GHz amplifier was chosen for this application rather 
than another amplifier built for 2.4 GHz because of several reasons. 
The amplifier still has good performance at 2400 MHz and as a 
general purpose 1-2 GHz amplifier it is utilized in many other 
places in the VLA electronics system. Thus replacement is easier. 

And since the quantity purchased each year is greater it is also 
cost effective. 

A 2400 MHz filter with a -3 dB bandwidth of 200 MHz is placed 
after the 2400 MHz filter for rejection of spurious frequencies. 

Approximately +15 dBm of 2400 MHz carrier at the output of 
the filter drives a harmonic mixer diode to provide harmonics 
of 2400 MHz for mixing with the Gunn oscillator output to provide 
a 10 MHz difference signal for comparison with a 10 MHz reference 
signal in the modem phase locked loop circuit. The silicon Schottky 
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barrier diode (Aertech #A2S123) is mounted in a combination waveguide 
coupler and diode mount providing 20 dB isolation from the output 
of the Gunn oscillator and a waveguide backshort tuning adjustment 
to provide some matching to the diode at the Gunn oscillator 
frequency in use. Some matching to the 10 MHz IF output and to 
the 2400 MHz reference input is provided by the harmonic mixer 
box attached to the SMA connector on the diode mount. No bias 
adjustment is used. Diodes may have to be hand selected for 
particular channels and diodes may have to be inserted in the 
mount in each of the two possible directions to optimize perfor¬ 
mance. The 10 MHz IF output, ^ -50 dBm, is amplified by a video 
amplifier in the phase locked loop and is compared against a 
10 MHz reference signal from the LO system by a modulo 4Tr phase- 
frequency detector. A high gain integrator following the phase 
detector insures a high gain loop. Thus under all legitimate 
lock conditions the IF and reference signals will be at 0*^ phase 
difference. Therefore,, a simple lock indication circuit can be 
utilized which is used to turn off the sweep voltage once phase 
lock is achieved and to indicate proper operation of the phase 
locked loop system. 

Because the Gunn oscillator tuning range 200 MHz) and temper¬ 
ature drift are much larger than the IF reference frequency (10 MHz) 
it is necessary to implement a sweep system in the phase locked loop 
circuit to insure that the loop can acquire lock under worst case 
Gunn oscillator frequency drift conditions. 

A sweep voltage from the timing capacitor of an internal 
astable multivibrator is added to the phase locked loop integrator 
output by use of a summing amplifier. Once the loop acquires lock 
the sweep voltage is removed from the summing amplifier and the 
loop remains in lock. 

Control logic in the phase locked loop box permits a maximum 
of 8 two-way sweeps to acquire lock. If for some reason the 
loop cannot acquire lock the control circuitry will open the loop 
to the varactor and place a bias voltage on the varactor correspond¬ 
ing to the normal lock point for a time period corresponding to 
another 8 two-way sweeps (: 10 seconds). 

This "free run" condition serves as a back-up system to the 
phase locked loop and will permit momentary operation of the 
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digital control system through the waveguide as long as both 
modem's Gunn oscillators are within 25 MHz of each other. If 
during this period a "free run command" (open loop command) is 
received in the T2 module's free run - search flip-flop, the 
modem phase locked loop will remain open and digital communications 
to the antenna can be utilized to diagnose the problem. Note 
that since a 53 second timer in the T2 module will reset this 
free run - search flip-flop to the normal search condition, a 
continuous chain of free run commands, at least one every 53 
seconds must be issued. 

If no free run command is received by the T2 module, the 
"search" condition will cause the module to continuously alternate 
between sweep cycles and free run periods until lock is obtained. 

A free run - auto - search switch on the front panel of T1 may be 
used to manually set the loop into either mode for test purposes. 
This switch has priority over the incoming command from T2. 

Because the free run function permits digital communications 
only if the two modem's Gunn oscillators are within 25 MHz of 
each other's frequencies, the Gunn oscillators must be manually 
set to frequency after the modem has reached operating temperature 
in the rack. This can be done with a screwdriver adjustment on 
the Gunn oscillator itself, and should be checked periodically 
for drift. 


3.0 MODULE SPECIFICATIONS AND POWER LEVELS 

Refer to Figure 3-1 for modem system levels. Note that even though 
the front end "IF" signals are not transmitted by the control room modem, 
the total power output in full transmit is the same as that from the 
vertex room modem, +1 dBm. This is accomplished by an increase in the 
LO signal levels arriving at the T2 transmit input port. Thus full 
advantage is taken of the modem mixer's 1 dB compression point. Modem 
RF passbands at the waveguide, and 1-2 GHz Modem IF passbands at the 
transmit input port and receiver output port, are given in Figures 3-2, 

3, and 4 respectively. Note that in the case of a 1-2 GHz spectrum, 
front end IF powers are given in a 300 KHz bandwidth to be convenient 
for use with a spectrum analyzer. In the case of a waveguide passband, 
front end IF powers are given in a 50 MHz total individual IF bandwidth, 
for ease of use with a power meter. 

Worst case passband amplitude variations are given in Figure 3-5, 
and a noise figure budget is given in Figure 3-6. The noise figure budget 
does not include effects of intermodulation on the 50 MHz noise passbands. 
Third order intermod on all four IF signals will produce in band products 
which will raise the level of the noise floor. 
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FIGURE 3-4: Tl IF RECEIVE PASSBAND AT 515 OUTPUT 

(Discounting Intermodulation and Passband Ripple) 




Tl Passband Amplitude Variation in Receive 


Component Worst Case Variation Spec 


Latching Circulator ±0.3 dB 

Mixer/Filter ±0.5 

SPOT Switch ±0.4 

Receive Amplifier ±0.5 

Total ±1.7 dB * 


Tl Passbcmd Amplitude Variation in Transmit 


Component Worst Case Variation Spec 


SPST Switch ±0.3 dB 

Fixed Attenuator ±0.4 

Transmit Amplifier ±0.5 

SPOT Switch ±0.4 

Mixer/Filter ±0.5 

Latching Circulator ±0.2 

Total ±2.3 dB * 


*N0TE: Total worst case passband variations do not include 

variations due to connections or reflection coefficients 
of individual components. 


figure 3-5; Tl PASSBAND VARIATIONS 
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COMPONENT 

Waveguide Extension dB Loss 

Latching Circulator lr-6 dB Loss 

Mixer/Filter _<11.8 dB N.F. with £4.0 dB IF N.F. 

SPDT Switch £.“-8 Loss 

Receive Amplifier £3 dB N.F. 

.'. IF noise figure = 3.8 dB maximirm which 
is less than 4.0 dB. 

.". Total noise figure • noise figure of mixer/filter 
plus losses. 

.". Total noise figure £12.1 dB 

SIGNAL/NOISE CALCULATIONS 

IF Transmit Level/IF = -6 dBm/50 MHz 
Waveguide Loss = 56 dB Maximum 
.’. Received signal = -62 dBm/50 MHz 

Noise power in 50 MHz = KTB = -97 dBm/50 MHz 
Noise figure = 12 dB 

.‘. Total noise power = NKTB = -85 dBm/50MHz 
.*. Signal/noise ratio = 23 dB less any intermodulation 
LO Transmit Level/LO Carrier = -8 dBm 
Waveguide Loss = 56 dB Maximum 
(Control .'. Received signal = -64 dBm/Carrier 
Room Noise power in 300 KHz = KTB = -119 dBm 

Receive) Noise figure = 12 dB 

.'. Total noise power = NKTB = -107 dBm/300 KHz 

.’. Signal/Noise ratio = 43 dB/300 KHz less any intermodulation 

LO Transmit Level/LO Carrier = -2 dBm 
(Vertex .'. Signal/noise ratio = 49 dB/300 KHz less any intermodulation 
Room 
Receive) 

figure 3-6: Tl NOISE FIGURE BUDGET 







4.0 CIRCUIT DETAILS 


A. VOLTAGE REGULATOR 

Refer to the voltage regulator schematic of Figure 4-1. 

An input voltage of +15 VDC is applied to the regulator through 
the front panel "Gunn supply" crowbar fuse. To prevent the crowbar 
circuit from firing when power is first applied, resistor R19 and 
capacitor C4 slow the input power-on transient with a time constant 
of 75 ys. 

The crowbar circuit uses a 723 precision voltage regulator chip, 

Ul to perform a voltage comparison function between the regulator 

output voltage, sampled through R6, and the voltage set pot, RlO. 

If the output voltage should happen to rise 17% above the normal 

regulated voltage value, then the comparator output at V will go 

z 

high and provide gate current to silicon controlled rectifier, CRl. 
CRl will then conduct, shorting the input of the regulator and 
blowing the front panel "Gunn supply" fuse, thus preventing damage 
to the Gunn oscillator. 

The V output (series zener diode from the output of the 723 
z 

comparator) is used to insure that no SCR gate current flows when 
the comparator output is low. Resistor Rj is used to limit the 
current flowing into the SCR gate when the comparator goes high. 

Diode CR2 and R7 in the positive feedback loop of the 723's 
fast comparator latches the comparator into the switched high state, 
insuring that the SCR will fire even on very short transients. 

Voltage regulation is provided by another 723 regulator chip, 

U2, in conjunction with a series pass transistor Ql, adequately 
heat sunk to the module left side plate. Connections to the series 
pass transistor as well as all other voltage regulator board 
connections are made through a 14 pin IC socket - platform assembly. 
One might question the use of such a socket at the high current 
levels of the pass transistor. However, a test run with a +15 VDC 
supply, current limited to 1 amp, through a single pin resulted 
in a contact resistance degradation from 4.2 milliohms to only 
5.0 milliohms with 500 power-on insertions. 

The reference voltage for the voltage regulator is derived 
from its own internal zener reference. At approximately 7.15 VDC 
the voltage set potentiometer provides a range of 4.0 to 7.15 VDC 
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FIGURE 4-1 







































to the crowbar circuit and a range of + 3.4 to + 6.1 VDC to the 
reference input of the voltage regulator comparator. 

This 17% tracking of voltages is performed by providing a 
voltage divider with R2 and R3 to reduce the voltage regulator 
reference by 17% relative to the crowbar reference. This is 
important to protection of the Gunn oscillator since required unit 
to unit supply voltages vary over a wide range depending on the 
Gunn waveguide channel in use. 

Caution ; Because of this wide range of Gunn supply voltages, 
leave the Gunn oscillator power supply lead unsoldered until the 
voltage set pot has been adjusted for the particular Gunn in use. 
Similarly, disconnect the Gunn supply wire from the Gunn before 
changing voltage regulator boards, and reapply power to the Gunn 
oscillator only after this adjustment has been made. 

The current limit function is also handled by the voltage regula¬ 
tor chip, U2, in conjunction with resistors R15 through Rl8, R23 and 
R24. R15 through R18 form a 0.25 1 watt resistor to provide a 

voltage = ^ x output current. This voltage is supplied to the 
crowbar current sense transistor's base to emitter junction by 

resistive divider R23 and R24. When this voltage rises to V (:.7VDC) 

BEoAT 

the current will be held to a constant level. With the resistor values 
shown on the schematic, this will occur at = 2.5 amperes which is 
greater than the maximvuti turn-on current required for the Gunn 
oscillator. 

The voltage across R15 through Rl8 is also used as a DCS monitoring 
point for Gunn current. Unity gain buffer amplifiers U3A and U3B with 
isolating resistors Rl2, R14, R20, and R21 provide a differential 
output corresponding to .25 volts/amp to the T2 interface logic board. 
Thence, another buffer amp with a gain of 4 normalizes the Gunn current 
monitor voltage to 1 volt/amp single ended before transmission to the 
DCS analog mux system. The T2 buffer amp utilizes resistors R20 and 
R21 on the T1 voltage regulator board to provide the proper gain ratio. 

Buffer amplifier U3A also provides a Gunn voltage monitor point 
through R22 to the T2 interface board. 

The voltage output of the regulator is shunted by a 180 yFd 6VDC 
tantalum capacitor to prevent the output from overshooting the normal 
operating voltage when the load is instantaneously removed. This 
overshoot is due to the slow response time of the voltage regulator. 
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One output of the regulator is connected directly to the Gunn 
oscillator supply input. However, another output is applied to tlie 
phase locked loop Gunn supply varactor voltage clamp to prevent 
the varactor voltage (referenced to the Gunn supply voltage in the 
Gunn oscillator) from biasing the varactor into conduction and 
possibly destroying it. A fixed voltage in the phase locked loop 
box can not be used for the clamp voltage because of the wide 
range of Gunn supply voltages used. 

B. SYNCHRONOUS DEBOUNCE CIRCUIT 

Refer to the Synchronous Debovince Schematic of Figure 4-2. 

The purpose of the synchronous debounce circuit is to interface 
the Xmit/Auto/PCV switch to the T/R line for both Tl and T2 in such 
a manner as to switch states synchronously with the normal T/R clock 
pulses. Thus the minimum width of the T/R pulses to the latching 
circulator is maintained in spite of the asynchronous timing of 
manually throwing the Xmit/Auto/RCV switch. Also any noise or 
bounce from the switch is removed. 

This action is necessary from the standpoint of the latching 
circulator which is an edge triggered device and could easily end 
up in a random state in the manual mode if the Xmit/Auto/RCV switch 
were connected directly to the T/R input. 

A dual three position on-on-on toggle switch is used for the 
front panel Xmit/Auto/RCV function. One half of the switch is wired 
to indicate whether the switch is in a manual state. When the switch 
is in either manual Xmit or RCV, the "auto warn" LED lights, indicating 
an abnormal condition. This auto warn signal from the LED also triggers 
a set-reset flip flop in the T2 module sending a high TTL "auto warn" 
signal to the DCS analog multiplex monitor system. Thus any tampering 
of either of the two modem Tl switches can be indicated to the 
telescope operator. 

The other half of the Xmit/Auto/RCV switch interfaces to the 
synchronous debounce circuit. An on-on-on toggle switch can be wired 
as a single pole - three position switch. However, because some of 
the states overlap as the switch is changed in position, it is 
difficult to debounce. Therefore, the three states of the toggle 
switch shown on the top of Figure 4-2 are decoded first into three 
"break before make" outputs by nor gates U2a, U2b and U2d. These 
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gates are used as "and" gates. 

In order to debounce the switch, two flipflop storage elements 
are required. Ula and Ulb are used as a set-reset flip-flop to 
debounce the (X.IIT)-^(RCV) information. And U4a is also wired as a 
set-reset flip-flop to debounce the (XMT or RCV)-«-^(Auto) information. 

The "or" function in the latter case is performed by "nor" gate , U2c. 

Now that the switch is debounced the interruption of the T/R 
pulse train can be made synchronous with the pulse train by use of 
D-type flip-flop U4b and a "and-or" select gate consisting of U3b, 

U3c and U3d. The and-or select gate is used to select either the T/R 
input pulse train or the switch XMT-RCV information to the T/R output 
line. The selection of either input is made synchronous with the 
T/R pulses by applying the T/R pulse train to the clock input on 
D-type flip-flop, U4b. 

The T/R input (from a line driver in L8) is terminated in 50 (2 
on the synchronous debounce card by R6 to prevent glitches caused by 
pulse reflection at the T/R input. 

An inverted T/R output is provided by Ulc for easier interfacing 
to the rest of the T1 s\ib-assemblies. 

C. PIN DIODE DRIVER 

Refer to the pin diode driver schematic of Figure 4-3. 

The purpose of the pin diode driver board is to interface the TTL 
transmit/receive signal from the synchronous debounce board to both 
pin diode RF switches in the modem Tl module. The pin diode switches 

require a ± 50 mA at 1 volt constant current source in conduction as well as 
in cut-off, depending on the polarity of the individual switch. 

Therefore the pin diode driver actually consists of two independent 
drivers of opposite polarity relative to the incoming T/R signal. 

An AD518 high slew rate operational amplifier is used as a comparator 
to convert the TTL input signal to a voltage swing to approximately each 
15 VDC supply rail. The reference input of the comparator is biased to a 

voltage (1.4 VDC) near the median voltage of worst case TTL input 
levels (.8 VDC maximxam low and 2.0 VDC minimum high). R4 and R9 are 
used to stabilize the comparator. 

Because of the high current requirements (50 mA) of the pin diode 
switches, the outputs of the comparators are buffered by complimentary 
symmetry amplifiers Ql, Q3 and Q2, Q4. Resistors R5, R6, RlO and Rll 
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limit the output current to the pin diode switches to 50 mA. 

The emitter follower complimentary amplifier was chosen for its 
stability. The output voltage swing of this system is adequate at the 
RF power levels used in the pin diode switches. 


D. PHASE LOCKED LOOP 

Refer to the schematic of Figure 4-4 and block diagram of 
Figure 4-5. 

1. IF VIDEO AMPLIFIER 

The signal from the harmonic mixer at ^-50 dBm must be amplified 
to a level compatible with -that of the digital phase detector. A 
video amplifier is required to prevent erroneous lock points on 
subharmonics of the 10 MHz reference signal. 

The beat note produced by the nth harmonic of 2400 MHz mixing 
with the Gunn diode output in the harmonic mixer is not a pure 
sinusoid. Because the harmonic mixer diode is not a perfectly 
square law device harmonics of the beat note will also appear 
in the output. If the beat note happens to be at a subharmonic 
of the 10 MHz reference frequency (say 5 MHz, for example) then 
a component at 10 MHz will exist at the input of the IF amplifier. 

If a narrow band filter at the 10 MHz reference frequency were 
placed at the input of the IF amplifier, then a 10 MHz signal 
would appear at the output and the phase detector could treat 
it as a proper 10 MHz signal and the loop could lock onto it, 
even though the beat note occurred at 5 MHz. 

In order to prevent this ambiguity from occurring, one 
would think that the IF amplifier low frequency cutoff must 
occur at less than one half the reference frequency. This would 
permit at least some component of all possible subharmonics 
(f^g£ ^ 2, 3, T 4, etc.) to be passed on to the phase-frequency 

detector. A low frequency component would then offset the 
output of the detector and prevent any erroneous lock point. 

However, the low frequency cutoff given above assumes that 
the harmonics of the beat note gradually decrease in amplitude 
with frequency. This is usually not true, and certainly would 
be difficult to control. Since many low order harmonics of the 
beat note may be lacking in amplitude, a video amplifier with a 
very low frequency cutoff is required. 
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In the actual video amplifier used, a coupling capacitance 
of .1 yFd and a load resistance of 51 ^2 leads to a low frequency 
-3 dB point of :: 30 KHz. This is given by, 


f 


-3dB 


1 

2ir RC 


Therefore, the probability of false locking on a subharmonic 
is negligible. 

Another requirement placed on the IF amplifier is that the 
output waveform be of constant amplitude over the input signal 
dynamic range to interface properly to the phase detector. Either 
a limiting amplifier or an AGC controlled amplifier is required. 

A limiting amplifier was chosen in this application because 
of the dependence on waveform duty cycle of the lock indicator, 
which is not an edge-triggered device like the phase detector. 

A differential amplifier chip such as the CA3012 (Ul) can provide 
symmetrical limiting because the transistors never swing into 
saturation. And with symmetrical limiting the output duty cycle 
will remain at 50% over a wide dynamic range on the input. 

Because the limiting action will provide harmonics of the 
harmonic mixer beat note, the output of the limiting amplifier 
must also have a video passband response as explained earlier. 

The video amplifier ideally should have a high frequency 
-3 dB point of twice the reference frequency. If the noise power 
is assymetric with the reference frequency, the edge-triggered 
phase-frequency detector will interpret the noise power as a 
frequency error and lock will be more difficult to acquire under 
weak signal conditions. 

The CA3012 has a high frequency -3 dB point of about 8 MHz 
with a 1000 load resistance, much too low for optimum perform¬ 
ance. However, the signal to noise ratio at the input to the 
IF amplifier is high enough to permit satisfactory operation. 

A single CA3012 also does not have enough gain to limit on its 
own input noise power, a requirement for an optim\mi phase locked 
loop threshold. But again, the signal level presented to the 
input of the IF amplifier is adequate for this application. 

An extra unity voltage gain 2N5179 power amplifier stage, 

Ql, was added to the output of the CA3012 to permit driving a 
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75 load composed of the IF monitor isolation resistors, R17 and 
R18, and the IF comparator bias resistors, R23 and R24. The 
voltage gain of xinity is obtained by the ratio of the collector 
load resistance to the emitter resistance. A common emitter 
amplifier with emitter degeneration was chosen instead of an 
emitter follower to maintain an output waveform duty cycle of 
50%. The 2N5179 collector voltage is obtained from the +5 volt 
supply to minimize power dissipation. However, this places a 
restriction on peak to peak output voltage swing of about 1 VPP 
for maintenance of the duty cycle. 

2. COMPARATOR/LEVEL SHIFTERS 

Two identical comparator circuits consisting of Q4, Q5 and 
Q2, Q3, interface the IF video amp and 10 MHz reference input AC 
signals of 1 VPP to the TTL inputs of the lock indicator "nand" 
gate. The comparators are high gain wide bandwidth differential 
amplifier pairs which produce : 0 to 2.5 VDC output swing TTL 
signals. These output signals are interfaced to the ECL inputs 
(1 VPP @ 3.75 VDC) of the phase/frequency detector by level 
shifting networks consisting of R49, R22, C13 and R21, R19, C14. 

An offset voltage of approximately .1 VDC is introduced on 
the inputs of each comparator by bias resistors R28 and R47. 

This bias voltage insures that the comparator outputs are low in 
absence of input signals. Thus the lock indicator gate is forced 
to indicate an out of lock condition in case of absence of signal 
in the IF amplifier or at the 10 MHz reference source. The duty 
cycle of the input signals will be modified slightly by this 
offset. 

3. PHASE DETECTOR 

The Motorola MC12040 modulo 4 it ECL phase/frequency detector 
was chosen because of its ability in a swept phase locked loop 
to permit lock at only one IF sideband, as well as being immune 
to locking to IF frequencies that are harmonics or siibharmonics 
of the reference frequency. This eliminates the additional 
circuitry needed to require a unique lock point for the Gunn 
oscillator when a quadrature phase detector is used. The effect 
of the phase-frequency detector on the Gunn frequency in the 
harmonic mixing scheme actually used in the modem phase locked 
loop is diagrammed in Figure 4-6. 
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The horizontal arrows show the directions in which the Gunn 
oscillator's frequency is forced, for given initial conditions. 
This action may be readily derived from the IF passband response 
(what is actxially presented to the detector) for the mixing 
scheme used. The passband response is critical to this analysis, 
since an out of band signal (no signal present) will appear to 
the phase detector as an IF signal that is lower in frequency 
than the reference signal. Therefore the phase detector will 
force the Gunn oscillator higher in frequency, resulting in 
the response of the top diagram. 

Note that an instability point occurs at the edge of the 
lower sideband passband response in the top diagram. Because 
of this instability and the directions of Gunn oscillator 
frequency pull for the various initial conditions, a sweep 
system in which the Gunn oscillator is forced to be pulled into 
regions 3, 4 or 5 (the only initial conditions in which a 
stable lock point can occur) is required. Since the bandwidth 
of operation of the IF amplifier and phase detector is less 
than the worst case frequency drift of the Gunn oscillator, 
the sweep system described later operates over the full tuning 
range of the Gunn oscillator. 

The gain of the MC12040 phase detector is approximately .16 
volts/radian. 

4. INTEGRATOR 

For a discussion of phase locked loops, refer to Phase Lock 
Techniques by F.M. Gardner (John Wiley and Sons, Inc., New York, 
1966) . 

A second order high gain integrator was chosen for the loop 
filter to insure a 0^ phase difference between the 10 MHz IF and 
reference frequencies at lock. Thus a simple lock indicator can 
be designed using this principle to control the sweep logic. 

Because a forced sweep is required for this system the 
loop parameters were chosen for best lock acquisition rather 

than low noise. 

'V 

Measurements on a number of Gunn oscillators indicated an 
average varactor gain of 27.3 MHz/volt at the operating frequency. 
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Kq = (27.3 MHz/volti *(277 radians/Hz) = 172 x 10^ radians/volt 
where = the VCO gain constant for the MC12040. 

= .16 volt/radian where = the phase detector gain 
constant. 

For best lock acquisition it is desirable to have as large a 
loop natural frequency (w^) as possible. However, practical 
considerations of loop stability permit a nominal loop bandwidth 
of 40 KHz. 

.'. iii = (40 KHz) ■ (2it radians/sec‘H z) 
n 

= 2.51 X 10^ radians/sec 

Also for best lock acquisition a damping factor (?) of 2 was 
chosen. (Gardner, p. 48) 

A differential integrator of the form shown below is required 
for conpatibility with the phase detector. 


Phase 

Detector 

Outputs 





Where ti = RiC and T 2 = R 2 C from eqn (2-10) (Gardner, p. 9), 


K K^ 

% = (^)^ 

Tl 

r "^2 K K, 

' = ^ (-^)^ 
2 T1 


or. 


K K — 

Ti = o d = 4.35 X 10 ^ sec 

0 ) 2 
n 

9 r — 

T2 = _ = 1.59 X 10 ^ sec 

to 
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Let C 


= .033 X 10~® yFd 
Ri = 13.2 KJ2 
R2 = 482 n 


Because the very narrow correction pulses of the MC12040 
phase detector may not be integrated by the amplifier, an RC 
filter is imbedded in the integrator input resistor network as 
shown below. 


Phase 

Detector 

Outputs 



The time constant of this network as recommended by the 
Motorola MC4044 {similar to the MC12040) data sheet (p.9) 
should be given as below. 


tli a 5 0) 
c nmax 


Where o) = the maximum loop natural frequency encountered 
nmax -a j 

over the varactor control voltage range. 

Measurements on a number of Gunn oscillators indicated a 

maximum varactor gain of o) = 4.8 x 10^ radians/sec. There- 

nmax 

fore 0)^ = 24 X 10^ radians/sec. From the Motorola MC4044 data 
sheet (p. 9), 


(ij 

c 

C 

c 

C 


c 


^ ^ 
RiC 
^ c 

^ ^ 
^(JJC 

= 126 pF 


Therefore, in choosing practical component values. 
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^ : 6.8 kfi 
2 

R2 = 470 n 

C : .033 yFd 

C : 120 pF 
c 

These values are shown on the schematic of Figure 4-4. 

5. SWEEP CIRCUIT 

A sweep oscillator consisting of an op amp comparator circuit 
(U5b), and timing capacitor (C42 in conjunction with C43) is used 
to provide both a ramp voltage for addition to the integrator 
output voltage, and a clock for the logic circuit timing. 

The comparator functions as an astable oscillator by charging 
the timing capacitor to the comparator's switching point determined 
by resistors R50 and R52. When the capacitor's voltage reaches 
this point the comparator switches state and begins charging the 
capacitor in the opposite direction. Thus a ramp voltage is 
produced on the timing capacitor, and a clock signal can be 
derived from the comparator's output by utilizing a voltage 
clamp circuit (R57, D3, and D4) to interface to the TTL input 
of counter U9. 

The ramp voltage from the timing capacitor is applied directly 
to the summing amplifier U6 through resistor R32. The ratio of 
this resistor value to the input resistor from the integrator 
output, R41, insures that the sweep will be able to swing the 
varactor voltage over its entire range independent of the inte¬ 
grator output voltage. 

The ramp voltage can not be removed instantaneously from the 
summing cimplifier input, when the loop achieves lock, since the 
magnitude of this change, depending on lock point, could produce 
enough of a frequency change to throw the loop out of lock. 

However, it is also desirable to have the sweep input decay 
to zero after lock to take advantage of the entire varactor 
tuning voltage range. Therefore, the sweep is removed by opening 
the timing capacitor charging resistor, R51, with FET switch UlO. 
The timing capacitor then discharges slowly through R32 to zero 
since pin 2 of U6 is at virtual ground. Since this time constant, 
is 10 times longer than the normal sweep time constant, the loop 
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can follow the discharge. 

One disadvantage to this sweep system is the additional noise 
voltage introduced into the loop by R32. 

For any resistor. 



P 

n 


V 

n 


KTB 

Where P = Noise Power 
n 

K = Boltzmann's constant 

T = Temperature 

B = Bandwidth 

R 

n 

Where V = Noise voltage 
n 

R = Resistance 


Therefore, the resistor values on the summing amplifier 
should be minimized to the point where the input noise power of 
the amplifier dominates. 

Unfortunately the sweep system requires a larger resistance 
to maintain the sweep time constant, since the summing amplifier 
input resistance is always placed across the timing capacitor, 
and limits its voltage swing. Therefore, the schematic component 
values represent a compromise between these two requirements. 

Since individual Gunn oscillators vary considerably in 
varactor gain constants, the gain of the sxamming amplifier can 
be varied by selecting the value of the feedback resistor R48 
for stable operation. The overcompensation network of R62 and 
C44 insure op amp stability over a wide range of gain values. 


6. VARACTOR CLAMP AND FREE RUN BIAS SET 

The Gunn oscillators are built with the varactor diode 
referenced to the positive Gunn supply voltage. In order to 
take advantage of the fiHl tuning range available, the varactor 
voltage must be permitted to swing from the positive Gunn supply 
voltage to the negative 15 volt supply rail of the integrator. 

Since the Gunn supply voltage varies over a 3 to 6 VDC range 
and the varactor must not be forced into hard conduction, a 
diode voltage clamp consisting of D7 and R7 prohibit the 
varactor voltage from exceeding the Gunn supply voltage. 

A bias voltage near 0 VDC must be applied to the varactor 
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input when the loop is opened by FET switch UlO in the free run 
backup mode. This is accomplished by adding R8 to the varactor 
clamp circuit. In the free run mode. 


Gunn 



I 


V + 15 - 
Gunn 


lOK + 27K 


.7 




V. 


VAR 


.73 V 


Gunn 


4.6 


Where, 

'^VAR ~ Varactor Voltage in Free Run 

V^ = Gunn Power Supply Voltage 
Gunn 


7. LOCK INDICATION CIRCUIT 

A simple lock indication circuit can be formed using a nand 
gate and comparator, when the phase difference between the IF 
and reference signals is zero. 



TRUTH TABLE .'. V^ _ (out of lock) = - V 

OUT 4 CC 


'^IF 

V 

REF 

V 

NAND 


=3.75 VDC 

0 

0 

1 

V„„ (in lock) 

1 

= ■:r V 

0 

1 

1 

OUT 

2 CC 

1 

0 

1 


=2.5 VDC 

1 

1 

0 




In the actual circuit, however, the IF and reference 
comparators introduce an assymmetry in the input waveforms due 
to the comparator input offset voltage that is provided to pull 
each TTL nand gate input low in the absence of signal. (If 
either input is low, then the nand gate output is high, insuring 
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an out of lock indication.) This assymmetry along with the 
limited output swing of the TTL nand gate change the actual 
circuit in-lock voltage to about 2.8 VDC and the out of lock 
voltage to about 3.7 VDC. 

A schottky TTL nand gate, U7a, is used as the lock indicator. 

A 220 pull up resistor (R36) is necessary on the output to 
minimize temperature drift of the output voltage swing, to 
maximize the output voltage swing, and to provide a low resistance 
to the RC low pass filter to produce equal decay and rise times. 

The RC low pass filter of R37 and C46 accomplishes two 
functions. One is to average the output pulse waveform of the 
TTL gate to obtain a DC level which can be used as a lock indication. 

For this function the time constant would have to be long enough 
to filter out 10 MHz but short enough to indicate a locked condition 
before the sweep voltage pulled the loop out of lock. 

However, the time constant must also be long enough to prevent 
the lock indicator from indicating a locked condition, when a low 
frequency beat note is produced between the signal and a harmonic or sub¬ 
harmonic of the reference frequency. This beat note will produce a 
waveform on the output of the nand gate, indicating a false lock with 
each low going pulse. Therefore, the -3 dB rolloff should be less than 
the free running short term drift of the Gunn oscillator. The components 
selected are a compromise between these three factors. 

A conparator (U5a) is used to convert the lock indication 
voltage swing into a TTL level by comparison with a reference 
voltage provided by R53. This reference voltage should be set 
midway between the in-band out-of-lock voltage and the in-lock 
voltage, s 3.25 VDC. 

A voltage clamp circuit consisting of R38, Dl, and D2 provide 
a TTL compatible output signal to the control logic system. 

8. LOGIC 

Refer to the PLL control circuit timing diagram of Figure 4-7. 

When the loop drops out of lock for any reason, the logic 
circuit applies a charging current through R51 to the timing 
capacitor, thus starting the sweep oscillator. The sweep voltage 
from the timing capacitor is simultaneously applied to the summing 
amplifier input and the loop remains closed. 

The sweep oscillator also applies a clock pulse to a -i- 16 
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binary counter, U9. If the loop can not achieve lock in 8 counts 
of the sweep oscillator, the "search" period, then the loop is 
opened for another 8 counts, the "free-run" period. During the 
free-run period a bias voltage is applied to the Gunn oscillator 
varactor input which is equal to the normal operating voltage 
when the loop is closed. If each modem's Gunn oscillator is 
within 25 MHz of its normal operating frequency, then it is 
possible to exchange digital information with the remote 
antenna. If a free fun command is received once every 53 
seconds at the T2 module, the loop will remain open, and further 
diagnostic checks may be made. If no command is received, the 
logic will continue to cycle between search and free-run states 
until lock is obtained. 

A phase locked loop truth table on Figure 4-4 explains more 
completely this operation of the control logic. Note that the 
logic will immediately go into the search mode upon a chauge of 
the free run input to the search state (low). Thus if the T2 
module is plugged into the rack, or if the free run/auto/search 
switch is brought to the search position, or if a search command 
is received, the logic will immediately go into the search mode. 
This convenience function is performed by resistor R56 and 
capacitor C24 which form an edge-triggered pulse generator at 
the input to U7b. 

9. MONITOR BUFFERS 

Both the integrator output and the varactor control line are 
buffered from the monitoring system by U4a and U4b to prevent 
external noise from appearing on these two noise sensitive 
monitoring points. Note that a t 2 resistive divider is required 
on each op amp input to prevent latch-up when the monitor voltage 
approaches either supply rail. 

E. MODEM WIRE HARNESS 

The wire harness of Figure 4-8 shows the interconnections of the 
various subassemblies described previously. Note that all four 
incoming power supply lines are filtered and that the internal +5 VDC 
buss is generated by a voltage regulator on the +15 VDC incoming 
power supply line. This was necessary because of the wide voltage 
variations and noise on the rack +5 VDC bviss. 
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5.0 FRONT PANEL INDICATORS AND CONTROLS 
Refer to Figure 5-1. 

Auto Warn LED 

Lights when either front panel switch is removed from the 
automatic position. 

Free Run LED 

Lights when either the phase locked loop cycles to the free run 
condition during a free run/search period, or when the free/auto 
search front panel switch is placed in the free-run position, or 
when a free-run command is received. 

Lock Warn LED 

Lights when the Gunn oscillator phase locked loop has lost lock. 
Numeral 

Indicates the waveguide channel number (1-11) of the particular 
modem. Only modems with the same channel number may be substituted. 
Varactor Meter 

Indicates the voltage applied to the varactor input of the Gunn 
oscillator with a full scale reading of +15/0/-15 VDC. Under normal 
operation, or when the loop is in free-run, the meter should read 
approximately 0 VDC. If the loop is in search, and cannot find lock, 
the meter should sweep with a period of approximately 1^ seconds 
between the Gunn supply voltage (+3 to +6 VDC) and approximately -15 VDC. 
RCV/Auto/XMT Switch 

Permits the modem to be placed in full receive or transmit. 

Since this switch has priority over the transmit/receive timing 
from L8, it must be placed in the auto position for normal operation. 
Free/Auto/Search Switch 

Permits the modem phase locked loop to be placed in free-run 
(loop open) or to be placed in search (loop closed) irrespective 
of the free-run command input from T2. If the modem has been in 
free-run and the switch is thrown to search, the phase locked loop 
should immediately start search/free-run cycles. Under normal 
conditions the loop should lock within one search period, ^1.5 
seconds. Since this switch has priority over the free-run command 
input from T2, it must be placed in the auto position for normal 
operation. 

Gunn Supply Fuse 

A 3 amp fuse supplying +15 VDC to the Gunn voltage regulator 
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board. This fuse will blow with the regulator over-voltage crowbar. 

If the modem does not appear to transmit, nor receive, nor lock, 
check this fuse. 

INT OUT BNC Connection 

Monitors the output of the phase locked loop integrator, before 
the summing amplifier and Gunn supply clamp, through a buffer amplifier 
with a voltage gain of >s. If the loop is locked it should read s 0 VDC. 
If the loop is unlocked it should read s ± 7 VDC. 

10 MHz REF BNC Connector 

Monitors the external 10 MHz reference input to the phase locked 
loop board, and should be checked with a spectrum analyzer for power 
level (^-8 dBm) if the loop can not achieve lock. 

10 MHz IF BNC Connector 

Monitors the IF passband at the output of the phase locked loop 
IF amplifier, and should be checked with a spectrum analyzer set for 
a high sweep rate of 5 MHz/div., if the loop can not achieve lock. 

This permits one to see the IF being swepfc^ in the search mode. In 
lock, this signal should read -8 dBm at 10 MHz. 


\ 

1 
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MODEM 


VARACTOR 


GUNN SUPPLY 


SEARCH 





FIGURE 5-1: MODEM T1 FRONT PANEL 










6.0 PRELIMINARY MODULE ADJUSTMENTS 

1. Check power supply distribution wiring with ohmmeter. (Refer 
to drawing no. D13440P11.) 

2. With Gunn supply voltage wire and varactor coaxial cable 
disconnected from Gunn Oscillator, connect the test set 
to the module. 

3. Apply proper power supply voltages to the test set. 

4. Set sideband select switch on the phase locked loop board 
to proper setting for modem channel in use. (Refer to 
drawing no. C13440S3.) 

5. Set lock indicator reference voltage pot to 3.25 VDC at 
pin 2 of U5 on phase locked loop board. (Refer to drawing 
no. C13440P2.) 

6. Set the voltage set potentiometer (RlO) on the voltage 
regulator board for the output voltage specified on the 
Gunn Oscillator case, using a digital voltmeter. 

7. Disconnect module from test set and solder Gunn supply 
voltage wire onto the oscillator. 

Caution ; Never connect this wire until the voltage has 

been set on the voltage regulator board for the 
particular Gunn Oscillator in use. Permanent 
damage can result if this voltage is too high. 

8. Reconnect test set to the module, and throw free/auto/ 
search switch to search. 

a. Module should begin search/free-run cycles as indicated 
by the varactor meter sweeping for about 13 seconds 

and then resting near zero for approximately 13 seconds. 
The varactor meter should sweep from the Gunn supply 
voltage to about -14 VDC. 

b. Confirm that the voltage on the varactor output port, 

J5, of the phase locked loop box does not swing above 
the Gxinn supply voltage. 

c. The auto warn and lock warn LEDs should remain on. 

d. The free-run LED should light when the varactor meter 
rests near zero. 

9. Only if the voltage on the varactor port has been confirmed 
to not swing above the Gunn supply voltage, connect the 
varactor coaxial cable to the varactor port, J5, on the 
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phase locked loop box. 

Caution ; Never connect this cable until this has been checked 
out. Permanent damage can result to the oscillator 
if the varactor voltage rises above the Giinn supply 
voltage. 

10. Apply reference signals to the Tl modules. 

a. 2400 MHz at -5 dBm to J4. 

b. 10 MHz at +10 dBm to J14. 

11. Throw free/auto/search switch momentarily to free then back 
to search. 

a. Lock warn LED should extinguish within one complete 
sweep of the varactor meter. 

12. Attach Spectrum Analyzer to 10 MHz IF port, and observe 
the wide band noise floor relative to the 10 MHz carrier 
with the video filter on. 

a. The signal to noise ratio should be a minimum of 50 dB 
in a 300 KHz analyzer bandwidth. 

b. Optimize the signal to noise ratio by varying the 
harmonic mixer backshort and by placing the harmonic 
mixer diode in each of the two possible directions 
in the harmonic mixer diode mount. 

c. In the case of a channel 7-10 modem also vary 
capacitor Cl in the harmonic mixer mount for best 
signal to noise ratio. 

d. Note that all of these adjustments interact. 

13. Observe the close-in noise floor (£l MHz from carrier) with 
an analyzer resolution of less than 10 KHz per division. 

a. If the noise floor peaks on each side of the carrier, 
change the varactor gain adjust resistor, R48, on the 
phase locked loop board until a flat frequency 
response is obtained. 
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7.0 TEST PROCEDURE, MONITOR AND CONTROL FUNCTIONS (T1 AND T2), RF CALIBRATION (Tl) 


A, Connection of Tl and T2 to TEST SET 

1. Proper power supply voltages must be connected to the TEST SET. 

2. Reference signals, 2400 MHz and 10 MHz, must be connected to 
the Tl. 

a) 2400 MHz at - 5 dBm to J4. 

b) 10 MHz at +10 dBm to J14. 

3. Place TEST SET switches in the following positions. 

a) ADDRESS SELECT switches up. 

b) SI in LOCAL. 

c) S2 in CONTROL ROOM. 

d) S3 in AUTO. 

4. Place both Tl switches in AUTO. 

a) All LED's on Tl should be out. 

5. Momentarily close S9, RESET. 

a) All LED's on TEST SET should be out. 

B. Control Function Checkout 

1. Select "1" with ADDRESS SELECT switches (S4 down, free run 
command). 

2. Momentarily close S8, STROBE. 

a) FREE RUN and LOCK WARN LED's on TEST SET and Tl should 
light. 

3. Select "0" with ADDRESS SELECT switches (all switches up, 
search command). 

4. Momentarily close S8, STROBE. 

a) All LED's on Tl should go out. 

5. Momentarily close S9, RESET. 

a) All LED's on the TEST SET should go out. 

6. Select "1" with ADDRESS SELECT switches (S4 down, free run 
command). 

7. Momentarily close S8, STROBE. 

a) FREE RUN and LOCK WARN LED's on TEST SET and Tl should 
light. 

8. After approximately 53 seconds, FREE RUN and LOCK WARN LED's 
on Tl should go out. 
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9. Momentarily close S9, RESET. 

a) FREE RUN and LOCK WARN LED's on TEST SET should go out. 

10. Place XMIT/RCV switch (SI) on T1 to either XMIT or RCV. 
a) AUTO WARN LED's on TEST SET and Tl should come on. 

11. Place XMIT/RCV switch on Tl to AUTO, 
a) AUTO WARN LED on Tl should go out. 

12. Momentarily close S9, RESET. 

a) AUTO WARN LED on TEST SET should go out. 

C. Monitor Function Checkout 

1. Starting with test set SUB MUX ADDRESS SELECT switches at "0" 
(all switches up), select each address, "0" through "15", and 
compare TEST SET Meter, Ml, reading with the following table. 


SUB MUX ADDRESS SELECT 
" 0 " 

1 

2 

3 

4 

5 

6 

7 

8 
9 

10 

11 

12 

13 

14 

15 


TEST SET METER READING (100 = 10 VDC) 

0 

s+100 

=+100 

0 

0 

0 

0 

=0 (should = 1.5 X Tl varactor meter reading) 
=0 

+30 to +60 (should = Tl Gunn Volt) 

=+10 (should = Tl Gunn Current) 

0 

0 

+40 (TTL High) 

+40 (TTL High) 

+40 (TTL High) 


2. Select "7" with ADDRESS SELECT switches (S7 down). Remove 
10 MHz reference signal from J14, Tl. 

a) TEST SET Meter, Ml, should alternate from = +25 to = -75. 

b) LOCK WARN LED's on TEST SET and Tl should light. 

c) After = 15 seconds, FREE RUN LED should light. 
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3. Reconnect 10 MHz reference signal to J14, Tl. 

a) Momentarily throw FREE RUN/SEARCH switch to FREE RUN, 
then back to SEARCH. 

b) LOCK WARN LED on Tl should go out within one complete sweep 
of the meter voltage. 

c) TEST SET Meter, Ml, should read z 0. 

4. Tl FREE RUN/SEARCH switch to AUTO, momentarily close S9, 

RESET. 

a) All LED's on TEST SET should go out. 

5. Select "2" with ADDRESS SELECT switches (S5 down, monitor 
reset command). 

6. Momentarily close S9, STROBE. 

7. Select addresses "13", "14" and "15" in turn. TEST SET Meter, 
Ml, should indicate ; 0 (TTL Low) for these three steps. 

D. RF Calibration Procedure (Tl) 

NOTE; This procedure can be accomplished in conjunction with 
the above or as a separate check using a Tl only. 

1. TEST SET switches are set according to step A3. 

a) If T2 is not connected, S3 must be set to LOCKED. 

2. Set up Test Oscillator for -6.5 dBm at 1.5 GHz and connect 
to J16 on rear panel. 

3. Connect Waveguide Power Meter to waveguide. 

a) Power Meter should be set for +5 dBm full scale. 

4. Set front panel switch, SI, to XMIT. 

a) Power Meter should read +1 dBm. (This level can be 
adjusted as required by changing attenuator pad in 
transmit input line.) 

5. Connect Spectrum Analyzer to J15 on rear panel. 

6. Connect Noise Tube to waveguide. 

7. Set front panel switch, SI, to RCV. 

8. Two traces should be stored on the Spectrum Analyzer. One 
with Noise Tube off and one with Noise Tube on. The 
difference should be s 8 dB and should not vary over 
displayed spectrum. 

NOTE: The Spectrum Analyzer should be set up as follows: 

Center Freq = 1.5 GHz 

Bandwidth 
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300 KHz 



Scan Width 

= 

100 MHz/Div. 

Input Atten 

= 

0 dB (. 1 mw) 

Scan Time 

= 

2 sec. 

Log Ref Level 

= 

-30 dB 

Lin Sensitivity 

= 

0 dB 

Video Filter 

= 

100 Hz 

Scan Mode 

= 

Single 

Switch 

= 

10 dB Log 

Scan Trigger 

= 

Auto 

Storage 

= 

Std. 


Scan is produced by depressing Single Scan Mode Switch. 
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8.0 MODEM MEASUREMENTS 

An example of the output signal at the 10 MHz IF port is given in 
Figure 8.1. Note the close-in noise floor (_<! MHz from carrier) created 
by the summing amplifier in the phase-locked loop. Several small noise 
spikes from the transmit-receive pulses appear in this passband. 

Transmit and receive switching times for T2-T1 combinations 
appear in Figures 8-2 and 8-3. Note that the transitions occur well 
within the maximum 100 ysec switching time specification, and yet 
do not bounce. 

Complete RF amplitude and phase passband measurements for a 
system of IF combiners and modems are given in Figures 8-4 through 
8 - 11 . 
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- 0 dBm @ top line with 10 dB/Division 

- 10 MHz center frequency with 1 MHz/Division 

- 300 KHz bandwidth with 300 Hz video filter 

- Module TIDIO in lock 


FIGURE 8-1: SPECTRUM ANALYZER RESPONSE AT 10 MHz IF FRONT PANEL CONNECTOR 



























TOP TRACE - T/R Input Pulse 

(Vertical 2 Volts/Div) 
(Horizontal 0.5 yS/Div) 

BOTTOM TRACE - Detected Transmit Output 
Level at Waveguide 
(Vertical 2mV/Div) 

(Horizontal 0.5 yS/Div) 
MODULES USED - T2B5 and T1D12 (phase locked) 


FIGURE 8-2; 


IF COMBINER T2 - MODEM T1 TRANSMIT SWITCHING TIME 


























TOP TRACE - T/R Pulse 


BOTTOM TRACE 


MODULES USED 


(Vertical 1 Volt/Div) 
(Horizontal 0.5 pS/Div) 

- Detected Receive Output 
At T2-J8 


(Vertical 50mV/Div) 
(Horizontal 0.5 yS/Div) 

- T1D14 (phase locked) and T2B5 


FIGURE 8-3: MODEM Tl-IF COMBINER T2 RECEIVE SWITCHING TIME 
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9.0 DIGITAL COMMUNICATIONS SYSTEM ADDRESS ASSIGNMENTS 

Address assignments for the modem Tl - IF Combiner T2 system 
are given in Figures 9-1 and 9-2. Note that the monitor addresses 
are different for the vertex room and control room, and that the 
interface to the DCS system for both modules occurs in the T2 
module. 
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MODEM T1 - IF COMBINER T2 MONITOR POINTS 


VERTEX ROOM DATA SET NO. 2 


Address 

Monitor Point 



Voltage 


40 

Ground 



0 VDC 



41 

Temperature Monitor 

No. 

1 

0.1 VDC/“C, 

0 VDC -> 0' 

42 

Temperature Monitor 

No. 

2 

0.1 VDC/^C, 

0 VDC -> 0' 

43 

Ground 



0 VDC 



44 

Ground 



0 VDC 



45 

Transmit IF Power ’ 



5 VDC 

Nominal 

46 

Received IF Power* 



5 VDC 



47 

Varactor 



~0 VDC, 

1 VDC => 2 VDC 

50 

Integrator Output 



~0 VDC, 

1 VDC ^ 2 VDC 

51 

Gunn Oscillator Voltage 


3 to 6 

VDC 


52 

Gunn Oscillator Current 


-1 VDC, 

1 VDC =t> 1 Amp 

53 

Ground 



0 VDC 



54 

Mixer Voltage 



0 VDC 



55 

Auto Warn 



= 0 VDC 

TTL 

High ON 

56 

Free Run Warn 



= 0 VDC 

TTL 

High => ON 

57 

Lock Warn 



= 0 VDC 

TTL 

High => ON 


*when connected. 


MODEM T1 - IF COMBINER T2 COMMANDS 
VERTEX ROOM DATA SET NO. 2 


Octal Address 

Command 

360 

Search 

361 

Free Run 

362 

Monitor Reset 


FIGURE 9-.1: DCS ADDRESSES - VERTEX ROOM 



MODEM T1 - IF COMBINER T2 MONITOR POINTS 
CONTROL BUILDING DATA SET NO. 5 


Octal Address 

Monitor Point 


Voltage 

120 

Ground 


0 VDC 

121 

Temperature Monitor No. 

1 

0.1 VDC/^C, 0 VDC -> 0°C* 

122 

Temperature Monitor No. 

2 

-.1 VDC/°C, 0 VDC —> 0°C* 

123 

Ground 


0 VDC 

124 

Ground 


0 VDC 

125 

Transmit IF Power 


5 VDC Nominal 

126 

Received IF Power 


5 VDC 

127 

Varactor 


-0 VDC, 1 VDC =*> 2 VDC 

130 

Integrator Output 


~0 VDC, 1 VDC ^ 2 VDC 

131 

Gunn Oscillator Voltage 


3 to 6 VDC 

132 

Gunn Oscillator Current 


~1 VDC, 1 VDC => 1 Amp 

133 

Ground 


0 VDC 

134 

Mixer Voltage 


0 VDC 

135 

Auto Warn 


= .l VDC, TTL High => ON 

136 

Free Run Warn 


::.l VDC, TTL High => ON 

137 

Lock Warn 


=. 1 VDC, TTL High ON 


*when connected. 


MODEM T1 - IF COMBINER T2 COMMANDS 
CONTROL BUILDING DATA SET NO. 5 

Octal Address Command 

360 Search 

361 Free Run 

362 Monitor Reset 


FIGURE 9-2: 


DCS ADDRESSES - CONTROL BUILDING 



A 

I 
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MODEM MODULE (Tl) DRAWING LIST 


Title 

Number 

Schematic & Logic Diagrams 


Phase Lock Loop Unit Schematic 

C13440S3 

Voltage Regulator Schematic 

C13440S4 

Synchronous Deboiance Schematic 

C13440S6 

Harmonic Mixer Schematic 

B13440S7 

Pin Diode Driver Schematic 

B13440S8 

Bill of Materials 


Modem (Top B.O.M.), Ch 1-6 

A13440Z1 

Phase Lock Unit Subassembly 

A13440Z2 

Voltage Regulator Subassembly 

A13440Z3 

Harmonic Mixer Subassembly, Ch 1-6 

A13440Z4 

Synchronous Debounce Siibassembly 

A13440Z5 

Pin Diode Driver Subassembly 

A13440Z10 

Modem (Top B.O.M.), Ch 7-10 

A13440Z12 

Harmonic Mixer Subassembly, Ch 7-10 

A13440Z13 

Assembly Drawings 


Modem Top Assembly Drawing 

D13440P13 

Phase Lock Loop Assembly Drawing 

C13440P2 

Voltage Regulator Assembly Drawing 

B13440P4 

Harmonic Mixer Assembly Drawing 

C13440P7 

Synchronous Debounce Assembly Drawing 

C13440P8 

Pin Diode Driver Subassembly 

B13440P10 

Modem Wire Harness 

D13440P11 

Latching Circulator 

C13440P16 

Single Pole Double Throw Pin Switch 

C13440P17 

Single Pole Single Throw Pin Switch 

C13440P18 

Transmit Amplifier 

C13440P19 

Receive Amplifier 

C13440P20 

Gunn Diode Oscillator 

C13440P21 

26.5-50 GHz Mixers, Ch 1-6 

C13440P22-01 

Ch 7-10 

C13440P22-02 

Harmonic Mixer Movmt 

C13440P23 

Wire Lists 


Rear Module Connector Wire List 

A13440W2 

Block Diagrams 


Modem Block Diagram 

C13440B1 
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Printed Circuit Board Art Work 


Phase Lock Loop Unit 

B13440AB2 

Voltage Regulator Board 

B13440AB3 

Harmonic Mixer PC Board 

B13440AD5 

Synchronous Debounce 

B13440AB6 

Pin Diode Driver Board 

B13440AB7 

Printed Circuit Board Silk Screen 

Phase Lock Loop Unit 

None 

Voltage Regulator Board 

None 

Harmonic Mixer PC Board 

None 

Synchronous Debounce 

None 

Pin Diode Driver Board 

None 

Printed Circuit Board Drill Drawings 

Phase Lock Loop Unit 

C13440M21 

Voltage Regulator Board 

B13440M28 

Harmonic Mixer PC Board 

B13440M13 

Synchronous Debounce 

B13440M12 

Pin Diode Driver Board 

B13440M29 

Mechanical Drawings 

Phase Lock Unit Enclosure Plate 

C13440M36 

(Front and Rear) 

Phase Lock Unit Enclosure Plate 

B13440M37 

(Left and Right Side) 

Mounting Plate for Power Transistor 

C13440M6 

Front Panel 

C13440M2 

Rear Panel 

C13440M4 

Left Side Plate, Ch 1-6 

B13440M5-01 

Ch 7-10 

B13440M5-02 

Enclosure Cover, Top and Bottom 

B13440M10 

Panel, 50 Pin PWR and Waveguide 

B13440M25 

Waveguide, Bracket, Top 

B13440M15 

Waveguide, Bracket, Bottom, Ch 1-6 

B13440M16-01 

Ch 7-10 

B13440M16-02 

Harmonic Mixer Enclosure Lid 

B13440M17 

Harmonic Mixer Enclosure 

C13440M18 

Guide 

B13050M4 

Right Side Plate 

B13050M18 

Bar Support, Top and Bottom 

B13050M23 
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B13440M30 


Panel, (10) OMQ Connector Modem 


Cover, Perforated 

C13050M22-1 

Filter Mounting Block 

B13440M31 

Waveguide Extension, Ch 1-6 

C13440M32-01 

Ch 7-10 

C13440M32-02 

RF Component Spacers 

C13440M35 

Specifications 

Switched Circulator 

A13440N3 

Single Pole Double Throw Pin Switch 

A13440N4 

Single Pole Single Throw Pin Switch 

A13440N5 

Transmit Amplifier 

A13440N6 

Receive Amplifier 

A13440N7 

Gunn Diode Oscillator 

A13440N8 

26.5-52 GHz Mixers 

A13440N9 

T1 Assembly/Wiring Operations & 

Specifications, Channels 1-6 

A13440N11 

T1 Assembly/Wiring Operations & 

Specifications, Channels 7-10 

A13440N12 

Harmonic Mixer Mount 

A13440N13 

Solid State Amplifier 

A13450N1 
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11.0 SPECIFICATIONS 







NATIONAL RADIO ASTRONOMY OBSERVATORY 
Post Office Box "O" 

Socorro, New Mexico 87801 


SPECIFICATION NO ; A13440N3» Revision A 
NAME: Switched Circulator 


DATE ; October 7, 
PREPARED BY: 


1976 


APPROVED BY: 



1. General Description 

A three-port switchable latching circulator with a removable 
termination supplied on one port is required. This device will be used 
as an isolator with switchable forward and reverse directions. 


2. Frequency Range 

All specifications must be met in an 800 MHz bandwidth centered 

at a frequency, f , related to channel number by the following table; 
o 

channel number will be specified on purchase order: 


Channel 


1 

2 

3 

4 

5 

6 

7 

8 
9 

10 

11 


f 

o 

27.91 
30.29 
32.71 
35.09 
37.51 
39.89 
42.31 
44.69 
47.11 
49.49 

51.91 


3. Marking 

Channel number must be marked with a numeral ^0.5" high on top 
and bottom of the unit. Ports must be labeled 1, 2, and 3 with a removable 
termination supplied on port 3. In addition port 1 must be marked by the 
word "MODEM" on top and bottom. Forward direction is defined as low loss 
from port 1 to 2. 
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4. Control Signal 

The unit must switch from reverse to forward by application of a 
single-ended TTL-compatible logical "1" (4 ±1 volts); a logical "0" must force 
the reverse state. The control signal will have < 1 ys rise and fall times. 

5. Power 

The unit must operate from DC voltages of +15 and +5 volts 
with _<0.1 amp of current at a 20 Hz switch rate. 

6. Isolation 

The isolation from ports 2 to 1 in the forward state or ports 1 
to 2 in the reverse state shall be ^26 dB. 

7. Return Loss 

The return loss at ports 1 to 2 shall be ^26 dB with other ports 
terminated and the switch in either forward or reverse state. 

8. Insertion Loss 

The insertion loss shall be <0.4 dB for f < 40 GHz and < 0.6 dB for 

— o — — 

f < 50 GHz. 
o “ 

9. Switching Time and Rate 

All specifications must be met 20 ys after application of a control 
signal transition. The maximum switch rate will be 20 Hz. 

10. Environment 

The unit will be operated at power levels ^100 mW and at ambient 
temperatures of 20°C to 40°C. 

11. Connectors 

Control and power connections shall be thru a Cinch DE-9P connector. 
Waveguide ports shall mate with UG-599/U for channels 1 thru 6 and as shown on 
outline drawing No. C13440P16 for channels 7-10. 

12. Configuration 

The unit must conform to the electrical and mechanical specifications 
of the latching circulator outline drawing. No. C13440P16. 
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13. Documentation 

Measurements of isolation, return loss, and insertion loss for 

forward euid reverse states at f - 300 MHz and f + 300 MHz shall be supplied 

o o 

with frequencies accurate to ^50 MHz. A schematic of the driver circuit shall 
be supplied. 






NATIONAL RADIO ASTRONOMY OBSERVATORY 
Post Office Box "O" 

Socorro, New Mexico 87801 


SPECIFICATION NO ; A13440N4, Revision A 
NAME ; Single Pole Double Throw Pin Switch 
DATE: October 7, 1976 

PREPARED BY ; ■ _ _ APPROVED BY ; 

1. GENERAL DESCRIPTION 

A single pole double throw pin diode RF switch for use as a transmit/ 
receive switch is required. 

2. FREQUENCY RANGE 

All specifications must be met in a passband between 1 eind 2 GHz. 

3. MARKING 

All ports must be labeled as shown on NRAO drawing No. C13440P17 on both 
faces of the unit. 

4. BIAS LINES 

Bias lines shall require ±50 MA at 1 volt (current source), with polarities 
as shown on NRAO drawing No. C13440P17. 

5. ISOLATION 

The isolation between the two switched ports shall be ^60 dB. 

6. MAXIMUM VSWR 

The maximixn VSWR of any port in the "ON” state shall be 1.5/1 at 500. 

7. INSERTION LOSS 

The insertion loss shall be ^.8 dB. 

8. SWITCHING TIME AND RATE 

The switch must switch from one state to another in _<10 ys. The switch 
rate shall be 20 Hz. 

9. CONNECTORS 

RF connections shall be through SMA connectors, as shown on NRAO drawing 




No. C13440P17. 
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10. CONFIGURATION 

The unit must conform to the electrical and mechanical specifications 
of the single pole double throw pin switch outline drawing No. C13440P17. 

11. ENVIRONMENT 

The unit will be operated with RF power levels _<100 mW and at ambient 
temperatures of +20“C to +40°C. 

12. MECHANICAL SHOCK 

The unit must be able to withstand a shock test without permanent damage. 
The shock test shall consist of dropping the unit from a height of 6 inches 
onto a wooden surface. 

13. DOCUMENTATION 

Passband measurements of return loss eind insertion loss shall be supplied 
with frequencies accurate to ^20 MHz. A schematic with proper bias levels 
noted shall be supplied with proposals. 



NATIONAL RADIO ASTRONOMY OBSERVATORY 
Post Office Box "0" 

Socorro, New Mexico 87801 


SPECIFICATION NO ; A13440N5 » Revision A 
NAME ; Single Pole Single Throw Pin Switch 
DATE ; October 7, 1976 

PREPARED BY ; _ ^ ^, _ APPROVED BY ; 

1. GENERAL DESCRIPTION 

A single pole single throw pin diode RF switch for use as additional 
isolation in a transmit/receive system is required. The switch need not be 
matched in the isolation state. 

2. FREQUENCY RANGE 

All specifications must be met in a passbcind between 1 and 2 GHz. 

3. MARKING 

All ports must be labeled as shown on NRAO drawing No. C13440P18 on both 
faces of the unit. 

4. BIAS LINE 

The bias line shall require ± 50 MA at 1 volt (current source), with the 
polarity as shown on NRAO drawing No. C13440P18. 

5. ISOLATION 

The isolation beween the two switched ports shall be >40 dB. 

6. MAXIMUM VSWR 

The maximum VSWR of any port in the "ON" state shall be 1.5/1 at 500. 

7. INSERTION LOSS 

The insertion loss shall be ^.6 dB. 

8. SWITCHING TIME AND RATE 

The switch must switch from one state to another in _^10 us. The switch 
rate shall be 20 Hz. 

9. CONNECTORS 

RF connections shall be through SMA connectors, as shown on NRAO drawing 
No. C13440P18. 
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10. CONFIGURATION 

The unit must conform to the electrical and mechanical specifications of 
the single pole single throw pin switch outline drawing No. C13440P18. 

11. ENVIRONMENT 

The unit will be operated with RF power levels ^10 mW and at ambient 
temperatures of +20°C to +40°C. 

12. MECHANICAL SHOCK 

The unit must be able to withstand a shock test without permanent damage. 
The shock test shall consist of dropping the unit from a height of 6 inches 
onto a wooden surface. 

13. DOCUMENTATION 

Passband measurements of return loss and insertion loss shall be supplied 
with frequencies accurate to j^20 MHz. A schematic with proper bias levels 
noted shall be supplied with proposals. 



NATIONAL RADIO ASTRONOMY OBSERVATORY 
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SPECIFICATION NO ; A13440N6/ Revision A 
NAME ; Transmit Amplifier 
DATE : October 7, 1976 

PREPARED BY : _ APPROVED BY : _ 

1. GENERAL DESCRIPTION 

A broadband linear power amplifier for use as a transmit amplifier is 
required. 

2. FREQUENCY RANGE 

All specifications must be met in a passband between 1 and 2 GHz. 

3. MARKING 

All ports must be labeled as shown on NRAO drawing No. C13440P19. 

4. INPUT POWER 

Ttie unit must operate from a DC voltage of +28 VDC with less than 
250 mA of cvurrent. 

5. GAIN 

28 ± 1 dB. The gain at any frequency shall not exceed in-band gain. 

6. GAIN FLATNESS 

+.5 dB. 

7. POWER OUTPUT 

+17 dBm minimum at 1 dB gain compression. 

8. MAXIMUM VSWR 

The maximum VSWR of either the input or output port shall be 1.5/1 at 

500. 

9. NOISE FIGURE 


8 dB maximum. 
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10. CONNECTORS 

SMA female. 

11. COI^IGURATION 

The unit must conform to the mechanical specifications of the transmit 
amplifier outline drawing No. C13440P19. 

12. ENVIRONMENT 

The unit will be operated at case temperatures of +20®C to +40®C. 

13. MECHANICAL SHOCK 

The unit must be able to withstand a shock test without permanent damage. 
The shock test shall consist of dropping the unit from a height of 6 inches 
onto a wooden surface. 

14. DOCUMENTATION 

Passband measurements of return loss, gain and compression point shall 
be supplied with frequencies accurate to ^20 MHz. 
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SPECIFICATION NO; A13440N7, Revision A 


NAME ; Receive Amplifier 


DATE ; October 7, 
PREPARED BY: 


1976 

S 


APPROVED BY: 



1. GENERAL DESCRIPTION 

A broadband low noise amplifier for use as a receive amplifier is required. 

2. FREQUENCY RANGE 

All specifications must be met in a passband between 1 and 2 GHz. 

3. MARKING 

All ports must be labeled ss shown on NRAO drawing No. C13440P20. 

4. INPUT POWER 

The unit must operate from a DC voltage of +15V DC with less than 100 mA 
of current. 

5. GAIN 

35 ± 1 dB. The gain at any frequency shall not exceed in-band gain. 

6. GAIN FLATNESS 

+ .5 dB. 

7. POWER OUTPUT 

0 dBm minimum at 1 dB gain compression. 

8■ MAXIMUM VSWR 

The maximum VSWR of either the input or output port shall be 1.5/1 at 

50n. 

9. NOISE FIGURE 

3 dB maximum. 

10. CONNECTORS 


SMA female. 
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11. CONFIGURATION 

The unit must conform to the mechanical specifications of the receive 
amplifier outline drawing No. C13440P20. 

12. ENVIRONMENT 

The unit will be operated at case temperatures of +20‘’C to +40“C. 

13. MECHANICAL SHOCK 

The unit must be able to withstand a shock test without permanent damage. 
The shock test shall consist of dropping the unit from a height of 6 inches 
onto a wooden surface. 

14. DOCUMENTATION 

Passband measurements of return loss, gain, and noise figure shall be 
supplied with frequencies accurate to +20 MHz. 
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SPECIFICATION NO. A13440N8, Revision A 
NAME Gunn Diode Oscillator 
DATE October 7, 1976 

PREPARED BY__ APPROVED BY 

1. APPLICATION 

The Gunn diode oscillator will be phase-locked and used as a local 
oscillator for an upconverter. 

2. OUTPUT LOAD 

The oscillator shall be supplied with a 20 dB isolator to start and 
phase-lock with a load of arbitrary magnitude and phase (i.e., a narrow 
band filter) at heat sink temperature of 20°C to 40°C. 

3. FREQUENCY 

Each oscillator will be ordered by channel number which is related 
to local oscillator frequency by the following tcible. 


L A / • 


CHANNEL 

LOCAL OSCILLATOR 

FREQUENCY 

f , GHz 
o 

SIGNAL 

BAND 

LOW 

HIGH 

1 

26.41 

27.41 

28.41 

2 

28,79 

29.79 

30.79 

3 

31.21 

32.21 

33.21 

4 

33.59 

34.59 

35.59 

5 

36.01 

37.01 

38.01 

6 

38.39 

39.39 

40.39 

7 

40.81 

41.81 

42.81 

8 

43.19 

44.19 

45,19 

9 

45.61 

46.61 

47.61 

10 

47.99 

48.99 

49.99 

11 

50.41 

51.41 

52.41 
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4. MARKING 

The channel number shall be marked on the unit as per NRAO drawing 
No. C13440P21. 

5. POWER OUTPUT 

A power of +17 dBm ±1 dB is required at frequency for heat sink 
temperatures of up to 40°C. 

6. MECHANICAL FREQUENCY TUNING 

A mechanical tuning range of ± 100 MHz minimum with a varactor bias 
voltage given by the following formula at a case temperature of 40°C is 
required. 


V„. = .73 V - 4.6 

Bias Gunn 

where V . = varactor bias voltage in volts referenced to ground 

Bias 

V = positive Gunn supply voltage in volts 
Gunn 

7. ELECTRONIC FREQUENCY TUNING 

Electronic frequency tuning is required to compensate for a heat sink 
temperature range of 30°C to 40°C and long teinn drift. 

The varactor diode shall be referenced to the positive Gunn supply 
voltage. The varactor tuning port shall have an input voltage swing from 
the Gunn supply voltage to -14 VDC referenced to ground. Over this voltage 
range the varactor shall have a worst case minimum gain of 10 MHz/volt and 
a worst case maximum gain of 100 MHz/volt. Also, for an individual 
Gunn oscillator, the maximim ratio of minimum to maximum gain over this 
tuning range shall be 5 to 1. Maximum gain shall occur at the Gunn supply 
voltage. Using a 50 ohm source impedance, a minimvim modulation bandwidth 
of 20 MHz is required at the electronic tuning port. The tuning port must 
have at least 50 dB of isolation at the oscillator frequency f . 


-2- 
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8. MECHANICAL CONFIGURATION 

Oscillator and isolator should be conductively heat sunk on a surface 

at right angles to the output waveguide. The oscillator tuning port should 

be a female SMA connector. The RF port shall mate to WR-28 waveguide {UG599AJ 

Flange) for f^ less than 40 GHz and mate to WR-19 waveguide (UG383(M)/u 

Flange) for f greater than 40 GHz. The oscillator must conform to the 
o 

mechanical specifications of the NRAO Gunn diode oscillator outline drawing 
No. C13440P21. 

9. DOCUMENTATION 

A chart of frequency vs varactor voltage and power vs varactor voltage 
in 1 volt increments from the Gunn supply voltage to -14 VDC referenced 
to ground shall be provided with each unit. 


-3- 
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SPECIFICATION NO: A13440N9, Revision B 


NAME: 26-52 GHz Mixers 


DATE : October 7, 
PREPARED BY; 


1976 


APPROVED BY: 



1. GENERAL 

These specifications describe a mixer which will be used for both low- 
noise reception and, as an up-converter, for transmission of signals at 
specified frequencies in the 26-52 GHz range. The mixer contains a diplexer 
for injection of local oscillator power and a filter to pass only the upper- 
sideband . 

2. FREQUENCY 

Each mixer will be ordered by channel number which is related to local 
oscillator and RF frequency by the following table; 


CHANNEL 

LOCAL OSCILLATOR 

FREQUENCY 

f , GHz 
o 

SIGNAL BAND 

' LOW 

HIGH 

1 

26.41 

27.41 

28.4 L 

2 

28.79 

29.7 9 

30.7 9 

3 

31.21 

32.21 

33.2 1 

4 

33.59. 

34.59 

35.5 9 

5 

36.01 

37.01 

38.0 1 

6 

38.39 

39.3 9 

40,3 9 

7 

40.81 

41.81 

42.8 1 

8 

43.19 

44.19 

45.1 9 

9 

45.61 

46.61 

47.6 1 

10 

47.99 

48.99 

49.9 9 

11 

50.41 

51.41 

52.4 1 
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2. (cont.) 

Unless otherwise stated all specifications mxast be met in the RF 
signal band stated above and for IF frequencies between 1 and 2 GHz. 

3. LO REQUIREMENT 

LO power available to the mixer is 17 jfl dBm. 

4. LO LEAKAGE 

The LO power out of the RF port shall be less than -30 dBm (including 
upper-sideband filter rejection). 

5. UP-CONVERTER POWER OUTPUT 

a) The RF power output at the 1 dB gain compression point shall be 
> + 5 dBm measured with an IF input frequency of 1500 MHz. 

b) The peak-to-peak variation in power output vs frequency shall be 
less than 1.0 dB measured at an average +2 dBm output level. 

6. CONVERSION LOSS VARIATION 

The frequency variation of receive mode conversion loss shall be less 
than 1 dB peak-to-peak. 

7. UPPER SIDEBAND FILTER 

An RF signal in the f^ - 1 GHz to f^ - 2 GHz range shall produce an IF 

output 40 dB or more below the output level produced by a signal at f^ + 1.5 GHz. 

An RF signal at f^ + 600 MHz or f^ + 2400 MHz shall produce an output ^ 10 dB 

below the f +1.5 GHz level, 
o 

8. NOISE FIGURE 

The receive mode RF noise figure shall be less than 11 dB averaged over 
the IF frequency range and measured with an IF amplifier having ^4 .0 dB noise 
figure, 

9. RF RETURN LOSS 

The RF return loss shall be ^13 dB with a receive RF incident power of 

0 dBm. 

10. IF RETURN LOSS 

The IF return loss shall be >16 dB with an IF signal level sufficient to 


provide +2 dBm RF power. 
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11. CONNECTORS 

a) IF Port - Type SMA female 

b) RF and LO Ports - UG-599 for channels 1 through 6 and UG-383M (WR19) 
for channels 7 through 11. 

12. CONFIGURATION 

The unit must conform to the mechanical specifications of the 26.5-50 GHz 
mixer outline drawing No. C13440P22. 

13. ENVIRONMENT 

The unit will be used in a laboratory environment at an ambient temperature 
of 20° to 40°C. 

14. MARKING 

Channel number, IF, LO, and RF ports shall be marked as shown on NRAO 
drawing No. C13440P22. 

15. MIXER DIODE 

a) The mixer diode shall be field-replaceable. Selection and adjustment 
shall not be required upon replacement. One spare diode (or diode-pair, if 
used) shall be supplied with each mixer. 

b) The mixer diode shall withstand LO power of 3 dB above normal. 

c) The mixer shall survive a drop-test of 3 inches to a wooden surface. 

16. TEST EQUIPMENT 

The manufacturer shall have available the following equipment; 

a) Signal source covering frequency of specified channel. 

b) Waveguide power meter for specified cheuinel. 

c) 1-2 GHz leveled sweep generator. 

d) 1-2 GHz reflactometer coupler. 

e) 1-2 GHz power meter. 

f) RF source to use as local oscillator of specified channel. 

g) Waveguide noise source for specified channel. 

h) Waveguide 10 dB coupler 

i) 1-2 GHz calibrated attenuator. 

NRAO will supply 1-2 GHz amplifier for noise figure measurement. 
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17. TEST DATA 

The manufacturere shall perform the following nteasurements and supply 
recorded test data for both the original and spare diode. NRAO shall be 
notified 5 days prior to final measurements and may elect to send an engineer 
to witness measurements. NRAO may also elect to supply the local oscillators 
for these tests and will definitely supply a low-noise 1-2 GHz amplifier: 

a) Receive mode RF return loss and IF conversion loss as shown in 
Figure 1. 

b) Transmit mode output power compression curve, RF output power, 
cind IF return loss as shown in Figure 2. 

c) Noise figure as shown in Figure 3. 

d) Upper-sideband filter response curve or mixer measurements to 
prove compliance with Specification 7. 




mode test configuration cuid data table 















FIGURE 2 - Transmit mode test configuration and data tables. 
















FIGURE 3 - Noise figure measurement set-up 
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SPECIFICATION; A13440N11 Rev. A DATE; September 29, 1976 
UNIT; Modem, Module Type Tl, Channels 1-6 


TITLE; Assembly/Wiring Operations and Specifications 
TOP ASSEMBLY DRAWING; D13440P13-01 
TOP BILL OF MATERIAL; A13440Z1 
PREPARED BY; ^_ APPROVED BY; 


1.0 GENERAL DESCRIPTION AND SCOPE 

This specification defines the work required to assemble and 
wire prefabricated components into a completed assembly, ready for 
test. 

The scope of this specification covers the operations to be 
performed, the items supplied by NRAO, assembly and wiring require¬ 
ments and the associated documentation. 

The assembly operations identify the operations to be performed 
in an orderly assembly sequence. The appropriate drawings and 
documentation are keyed to the sequence. 

If problems of fit or drawing interpretation arise, NRAO should 
be contacted for resolution of the problem. 


2.0 NRAO-SUPPLIED ITEMS 

1. NRAO will supply ALL printed circuit boards; drilled, etched 
and profiled, ready for assembly. 

2. NRAO will supply ALL metal and plastic components; plated, 
painted and engraved. Metal components will be bagged and 
will have the part number printed on the bag for 
identification. 
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3. NRAO will supply ALL hardware items such as screws, nuts, 
connector pins, connector blocks, insulator spacers, 
mylar sheets, coax cable, coax connectors, brackets, 
housings, etc. 

4. NRAO will supply ALL electrical components such as 
integrated circuits, transistors diodes, resistors, 
capacitors, LED's, IC sockets, potentiometers, RF 
components, coaxial cable, PC Board connectors, etc. 

5. NRAO will not supply wire, ty-wraps or lacing cord. 

6. NRAO will not supply any tools, except for OSM and OMQ 
coax connector assembly kits. 

7. All component parts will be bagged and marked but will 
not be broken out into kits or tagged with assembly 
drawing part numbers. 

3.0 T1 ASSEMBLY INSTRUCTIONS, CHANNELS 1 THROUGH 6 

A. Assemble the following Sub-Assemblies. Refer to the indicated 
drawings for component placement. Be certain that polarities 
on components are observed and variable resistors are oriented 
as shown. All integrated circuits are mounted with sockets. 
The completed boards shall be cleaned of all rosin residue. 

Sub-Assembly A13440Z2, Phase Lock Unit, is mounted in an 
enclosure. Be certain that the connectors are correctly 
oriented and that connector pins are wired to the appropriate 
points on the printed circuit card. 
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Harmonic Mixer, A13440Z4, assembly instructions. 

1. Trim back Teflon sleeves on SMA connectors, two (17-2) 
and one (16), such that Teflon extends .150-.025" from 
flange. 

2. Cut connector center conductors to extend .250" from 
flange. 

3. Attach connectors to box (5) using twelve No. 2-56 x 
.250 S.S. pan head slotted screws (10-12). 

4. Insuring that the PC card (7) is fitted tightly against 
the floor of the box, solder the connector pins to the 
PC card. 

5. Trim lead on Ll to .250". 

6. Insert this lead into, hole on box and fasten using one 
No. 4-40 X .125 flat point headless socket set screw (12), 
applying only enough pressure to secure the lead. 

7. Trim other lead of Ll to .125" and solder to PC board. 

8. Attach lid of box (6) with six No. 0-80 x .187 S.S. pan 
head slotted screws (11-6). 
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ASSEMBLY DRAWING SCHEMATIC DRAWING 


SUB-ASSEMBLY 

A13440Z2 Phase Lock Unit 
A13440Z3 Voltage Regulator 
A13440Z4 Harmonic Mixer 


NUMBER 


NUMBER 


B13440P2 

B13440P4 

C13440P7 


A13440Z5 Synchronous Debounce B13440P8 
A13440Z10 Pin Diode Driver B13440P10 


C13440S3 

C13440S4 

B13440S7 

C13440S6 

B13440S8 


Note : The module shall be assembled and handled carefully so 

as to avoid damage such as nicks and scratches on the panels 
and metal parts. If there are fit or alignment problems, 
consult NRAO for corrective action. In no case shall mating 
parts be "forced" to fit. 


B. Install the following components on the left side plate (8). 

1. Two support bars (10-2) using six No. 6-32 x .25 flat 
head screws (26-6). 

2. Eleven 1.75" x .25 threaded spacers (120-11) using 

No. 4-40 X .25 binder head screws (101-11) and external 
tooth lockwashers (131-11). Place lockwashers between 
spacers and left side plate. 

3. One 1-2 GHz amplifier (67) using four No. 4-40 x .3125 
binder head screws (124-4), hex nuts (42-4), and internal 
tooth lockwashers (37-4). 

4. One bandpass filter (75) using two filter clips (25-2), 
No. 4-40 X .25 binder head screws (101-2), external 
tooth lockwashers (131-2), and hex nuts (37-2). 


C 


Mount four Spectrum Control filters (50-4) on the filter 
mounting block (38) using supplied hardware. Mount this 
assembly on the left side plate using two No. 4-40 x .3125 
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binder head screws (124-2 ), internal tooth lockwasher (42), 
solder lug (125), and hex nuts (37-2). The voltage regulator, 
VRl, (44) is mounted under one nut. Use heat sink compound 
between regulator and mounting block. Surface of filter 
mounting block and voltage regulator must be clean before 
applying heat sink compound. 

D. Mount the 2N3790 transistor (66) on the transistor mounting 
block (15) using a transistor insulator (121), two shoulder 
bushings (122-2), two No. 4-40 x .5 pan head screws (132-2), 
one internal tooth lockwasher (42), one No. 4 solder lug (125), 
and two hex nuts (37-2). Mount this assembly on the left side 
plate using six No. 4-40 x .25 flat head screws (39-6). 

E. Connect the following components together. 

1. Coupler (80) to Gunn oscillator (78) using four No. 4-40 x 
.25 hex socket head screws (115-4) and No. 4 split 

lockwashers (117-4). Diode (95) is installed in coupler. 

2. Space-Kom mixer (82) to coupler using four No. 4-40 x .25 
hex socket screws (115-4) and No. 4 split lockwashers 
(117-4). 

3. Circulator (84) to Space-Kom mixer using four No. 4-40 x 
.3125 hex socket head screws (111-4) and No. 4 split 
lockwashers (117-4). 

Mount this assembly on the left side plate. 

1. Gunn oscillator is mounted on spacer (76) using two 
No. 4-40 X .5 binder head screws (103-2). 

A. Use heat sink compound between Gunn, spacer and 
plate. Be sure all mating surfaces are clean 
before applying compound. 
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2. Circulator is mounted directly on plate using two 
No. 2-56 X .250 binder head screws (104-2). Two 
screws must be removed from circulator. 

Make sure all components are oriented as per top assembly 
drawing. Do not tighten mounting screws. 

F. Connect the following components together. All connectors 
will be cleaned and inspected. A torque wrench supplied 
by NRAO will be used to tighten all OSM connectors. 

1. SPST pin diode switch J1 (88) to 12DB attenuator (47). 

2. OSM 219 adaptor (63) to attenuator. 

3. XMIT amplifier (91) input to OSM219 adaptor. 

4. J3 of SPOT pin diode switch (89) to XMIT amplifier output. 

5. Receive AMP (93) input to J2 of DPST pin diode switch. 

Be certain all mounting surfaces are clean. Mount this 
assembly to left side plate by connecting Jl of DPST pin 
diode switch to Space-Kom mixer IF part. Output end of 

RCV amplifier is mounted on spacer (92) using two No. 2-56 x 
.5652 binder head screw (106-2) and No. 2 flat washer (134-2). 
The XMIT amplifier is mounted on spacer (90) using four 
No. 4-40 X 1.75 binder head screws (102-4), internal tooth 
lockwashers (42-4), and hex nuts (37-4). The SPT pin diode 
switch is mounted on spacer (87) using a No. 2-56 x 1.00 
binder head screw (105) and No. 2 flat washer (134). 

Retighten all OSM connectors using torque wrench. Check 
orientation of all components and tighten all mounting screws. 

G. Attach waveguide (69) to circulator using four No. 4-40 x 
.3125 hex socket head screws (111-4) and No. 4 split 
lockwashers (117-4). 
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H. Mount 50 pin connector block (16) and connector block hood 
(17) on rear panel (13) using connector guide pin (18), 
connector guide sockets (19-2), connector ground guide pin 
(20), and a No. 4 solder lug (125). See top assembly drawing 
for proper placement. 

Attach rear panel to left side plate assembly using two 
No. 6-32 X .25 hex socket head screws (29-2). 

I. Mount the following components on the front panel (12) 
using supplied hardware. 

1. LED indicators (51-3). (Long lead indicates +5V connection.) 

2. Meter (52) and half frame bezel (43). 

3. DPDT toggle switches (53-2). (See top assembly drawing for detai 

4. Fuse holder (54) and Fuse (55). (Discard rubber grommet.) 

5. BNC Jack (56) and ground lug (35). 

6. BNC feedthrough connectors (57-2). 

Attach front panel to left side plate assembly using two 
No. 6-32 X .375 flat head crossed recessed screws (31-2). 

J. Install Harmonic Mixer Sub-assembly (4) on coupler. 

K. Fabricate and install .141 coax (64) and connectors. A 
tool kit for the OSM and OMQ connectors will be provided by 
NRAO with the appropriate instructions. Each connector must 
pass a quality control test using NRAO-provided dial indicators. 

All .141 coax must be handfitted to the appropriate RF 
components using the bending tool provided in the tool kit. 

No coax shall be bent to a radius less than that possible 
using the bending tool. The finished coax shall be free of 
any kinks or scratches and shall be cleaned of rosin. 
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1. Rear panel J4 to 1-2 GHz amplifier input using one 
OMQ3043-75 (58) and one OSM 201-lA (60) .(5-3/4"). 

2. 1-2 GHz amplifier output to bandpass filter using two 
OSM 201-lA (60-2) (SJs") . 

3. Bandpass filter to Harmonic Mixer Sub-assembly J1 using 

our OSM 201A (60) and one OSM 221-1 (73) (7^"). 

4. Rear panel J16 to SPST pin diode switch J2 using one 

OMQ 3043-75 (58), and one OSM 201-lA (60) (22 5/8"). 

5. Rear panel J15 to RCV amplifier output using one 

OMQ 3043-75 (58) and one OSM 201-lA (60) (7*5"). 

L. Fabricate and install wire harness to all components, sub- 
assemblies, front panel, and rear panel using wire harness 
drawing D13440P11. All wire is color coded No. 22 AWG 
stranded (113), RG-174 (62), and RG-188 coax (112). Use manu¬ 
facturers instructions for coax connectors. Heat shrink tubing will 
be used on all wire terminations except the PC board 
connectors and rear panel connector wire pins. Wires that 
terminate on a solder pin will be soldered. In some cases 
two or three wires may terminate at one point (if specified 
by the wire list). Solder terminations of stranded wire 
shall be neat and free of excess solder and wire whiskers. 

Solder flux residue shall be cleaned. 

Hand wiring shall be neatly dressed into bundles. Sufficient 
service loops shall be used to permit the front panel and the 
PC cards to be "folded" open for access. Wire bundles shall 
be confined with lacing cord or plastic ty-wraps. 
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The 

1 . 

2 . 

3. 

4. 

5. 

6 . 

7. 

8 . 


9. 

10 . 


11 . 


following items are used on the wire harness. 

Connector pins, yellow/red (40-18). 

OMQ 3043-53 connector (59). 

OSM 511-3 plug, RG-188 (61-6). 

OSM 531-1 plug, right angle, RG-188 (68-4). 

14 pin platform (109-3). 

Platform cover (110-3). 

DA15P connector (45). 

Connector hood (46). 

A. Hood is attached to connector using two No. 4-40 x .25 
pan head screws (36-2), two internal tooth lockwashers 
(42-2) , and hex nuts (37-2) . 

DE95 connector (108) .. 

Connector hood (126). 

A. Hood is attached to connector using two No. 4-40 x .25 
pan head screws (36-2), internal tooth lockwashers 
(42-2), and hex nuts (37-2). 

BNC crimp type plugs, 31-315 (65-2). 


M. Install the following sub-assemblies. 

1. Phase lock unit sub-assembly (2) using two No. 8-32 x 
.375 binder head screws (34-2). 

2. Voltage regulator sub-assembly (3) using four No. 4-40 
X .250 binder head screws (101-4). 

3. Synchronous debounce sub-assembly (5) using three 
No. 4-40 X .250 binder head screws (101-3). 

4. Pin diode driver sub-assembly (7) using No. 4-40 x 
.250 binder head screws (101-4). 

Connect wire harness to sub-assemblies. 
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N. Complete the mechanical assembly by installing the following 
components. 

1. Two perforated covers (11-2). 

2. Two support bars (10-2) using two No, 6-32 x .375 flat 
head crossed recessed screws (31-2) in front panel and 
two No. 6-32 X .25 flat head screws (26-2) in rear panel. 

3. Four guides (14-4) on rear panel using four No. 6-32 x 
.625 (28-4) and four No. 6-32 x .875 (27-4) pan head 
slotted screws. 

4. Threaded spacer (33) to rear panel using one No. 6-32 x 
.375 pan head screw (32) and internal tooth lockwashers 
(97) . 

5. Right side plate (9) using six No. 6-32 x .25 flat head 
screws (26-6) . 

6. Four captive screws (21-4) in front panel using NRAO- 
supplied installation tool. 

P. The waveguide brackets (22, 23) will be installed by NRAO. 

The waveguide installed in step "G" must be removed prior 
to shipment. Each module shall be individually wrapped 
with a protective covering and packed carefully in durable 
shipping containers to prevent damage. 





FIGURE 1: "front panel - front view" 
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FIGURE 6: "rear panel" 






NATIONAL RADIO ASTRONOMY OBSERVATORY 
SOCORRO, NEW MEXICO 
VERY LARGE ARRAY PROJECT 

SPECIFICATION: A13440N12 Rev. A DATE; September 29,1976 

UNIT: Modem, Module Type Tl, Channels 7-10 

TITLE: Assembly/Wiring Operations and Specifications 

TOP ASSEMBLY DRAWING: D13440P13-02 

TOP BILL OF MATERIAL: A13440Z12 

PREPARED BY: ^V. ^ _ APPROVED BY: / . 


1.0 GENERAL DESCRIPTION AND SCOPE 

This specification defines the work required to assemble and 
wire prefabricated components into a completed assembly, ready 
for test. 

The scope of this specification covers the operations to be 
performed, the items supplied by NRAO, assembly and wiring 
requirements and the associated documentation. 

The assembly operations identify the operations to be performed 
in an orderly assembly sequence. The appropriate drawings and 
documentation are keyed to the sequence. 

If problems of fit or drawing interpretation arise, NRAO 
should be contacted for resolution of the problem. 

2.0 NRAO-SUPPLIED ITEMS 

1. NRAO will supply ALL printed circuit boards; drilled, 
etched and profiled, ready for assembly. 

2. NRAO will supply ALL metal and plastic components; 
plated, painted and engraved. Metal components will 
be bagged and will have the part number printed on the 
bag for identification. 
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3. NRAO will supply ALL hardware items such as screws, nuts, 
connector pins, connector blocks, insulator spacers, mylar 
sheets, coax cable, coax connectors, brackets, housings, etc 

4. NRAO will supply ALL electrical components such as 
integrated circuits, transistors diodes, resistors, 
capacitors, LED's, IC sockets, potentiometers, RF components 
coaxial cable, PC Board connectors, etc. 

5. NRAO will not supply wire, ty-wraps or lacing cord. 

6. NRAO will not supply any tools, except for OSM and OMQ 
coax connector assembly kits. 

7. All component parts will be bagged and marked but will not 
be broken out into kits or tagged with assembly drawing 
part numbers. 

3.0 T1 ASSEMBLY INSTRUCTIONS, CHANNELS 7 THROUGH 10 
A. Assemble the following Sub-Assemblies. Refer to the indicated 
drawings for component placement. Be certain that polarities 
on components are observed and variable resistors are oriented 
as shown. All integrated circuits are mounted with sockets. 

The completed boards shall be cleaned of all rosin residue. 

Sub-Assembly A13440Z2, Phase Lock Unit, is mounted in an 
enclosure. Be certain that the connectors are correctly 
oriented and that connector pins are wired to the appropriate 
points on the printed circuit card. 
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Harmonic Mixer, A13440Z4, assembly instructions. 

1. Trim back Teflon sleeves on SMA connectors, two (17-2) 
and one (16), such that Teflon extends .150-.025" from 
flange. 

2. Cut connector center conductors to extend .250" from 
flange. 

3. Attach connectors to box (5) using twelve No. 2-56 x 
.250 S.S. pan head slotted screws (10-12). 

4. Insuring that the PC card (7) is fitted tightly against 
the floor of the box, solder the connector pins to the 
PC card. 

5. Trim lead on Ll to .250". 

6. Insert this lead into hole on box and fasten using one 
No. 4-40 X .125 flat point headless socket set screw (12), 
applying only enough pressure to secure the lead. 

7. Trim other lead of Ll to .125" and solder to PC board. 

8. Solder Cl in position shown on assembly drawing, using 
minimal heat and solder. 

9. Attach lid of box (6) with six No. 0-80 x .187 S.S. pan 
head slotted screws (11-6). 
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ASSEMBLY DRAWING SCHEMATIC DRAWING 


SUB-ASSEMBLY 

A13440Z2 Phase Lock Unit 
A13440Z3 Voltage Regulator 
A13440Z4 Harmonic Mixer 


NUMBER 


NUMBER 


B13440P2 

B13440P4 

C13440P7 


A13440Z5 Synchronous Debounce B13440P8 
A13440Z10 Pin Diode Driver B13440P10 


C13440S3 

C13440S4 

B13440S7 

C13440S6 

B13440S8 


Note ; The module shall be assembled and handled carefully so 
as to avoid damage such as nicks and scratches on the panels 
and metal parts. If there are fit or alignment problems, 
consult NRAO for corrective action. In no case shall mating 
parts be "forced" to fit. 


B. Install the following components on the left side plate (8). 

1. Two support bars (10-2) using six No. 6-32 x .25 flat head 
screws (26-6). 

2. Eleven 1.75" x .25 threaded spacers (120-11) using No. 4-40 
X .25 binder head screws (101-11) and external tooth 
lockwashers (131-11). Place lockwashers between spacers 
and left side plate. 

3. One 1-2 GHz amplifier (67) using four No. 4-40 x .3125 
binder head screws (124-4), hex nuts (42-4), and internal 
tooth lockwashers (37-4). 

4. One bandpass filter (75) using two filter clips (25-2), 

No. 4-40 X .25 binder head screws (101-2), external tooth 
lockwashers (131-2), and hex nuts (37-2). 


C. 


Mount four Spectrum Control filters (50-4) on the filter 
mounting block (38) using supplied hardware. Mount this 
assembly on the left side plate using two No. 4-40 x .3125 
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binder head screws (124-2), internal tooth lockwasher (42), 
solder lug (125), and hex nuts (37-2). The voltage regulators, 

VRl, (44) is mounted under one nut. Use heat sink compound 
between regulator and mounting block. Surface of filter 
mounting block and voltage regulator must be clean before 
applying heat sink compound. 

D. Mount the 2N3790 transistor (66) on the transistor mounting 
block (15) using a transistor insulator (121), two shoulder 
bushings (122-2), two No. 4-40 x .5 pan head screws (132-2), 
one internal tooth lockwasher (42), one No. 4 solder lug (125), 
and two hex nuts (37-2). Mount this assembly on the left side 
plate using six No. 4-40 x .25 flat head screws (39-6). 

E. The following components have been preassembled by NRAO on 
the left side plate (8). 

1. Coupler (81) to Gunn oscillator (79) using four No. 4-40 ST/ST 
hex cap screws (116-4) and No. 4 split lockwashers (117-4). All 
waveguide flange screws shall be tightened using a torque 
wrench, observing proper mating practice. 

2. Space-Kom mixer (83) to coupler using four No. 4-40 ST/ST 
hex cap screws (116-4) and No. 4Ksplit lockwashers (117-4). 

3. Circulator (85) to Space-Kom mixer using four No. 4-40 x .5 

s 

hex socket head screws (107-4) and No. 4 split lockwashers (117-4) 

4. Waveguide extension (70) to circulator using four No. 4-40 ST/ST 
hex cap screws (116-4) and No. 4 split lockwashers (117-4). 

These components have been mounted on the left side plate by NRAO. 

1. Gunn oscillator is mounted on spacer (77) using two 
No. 4-40 X .25 binder head screws (101-2). 

A. Use heat sink compound between Gunn, spacer and plate. Be 
sure all mating surfaces are clean before applying compound. 
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2. Circulator is mounted directly on plate using two No. 2-56 


X .250 binder head screws (104-2). Two screws must be 
removed from circulator. 

Make sure all components are oriented as per top assembly 
drawing. Do not tighten mounting screws. 

F. Connect the following components together. All connectors 
will be cleaned and inspected. A torque wrench supplied by 
NRAO will be used to tighten all OSM connectors. 

1. SPST pin diode switch J1 (88) to 12DB attenuator (47). 

2. OSM 219 adaptor (63) to attenuator. 

3. XMIT amplifier (91) input to OSM219 adaptor. 

4. J3 of SPDT pin diode switch (89) to XMIT amplifier output. 

5. Receive AMP (93) input to J2 of DPST pin diode switch. 

Be certain all mounting surfaces are clean. Mount this 
assembly to left side plate by connecting J1 of DPST pin diode 
switch to Space-Kom mixer IF part. Output end of RCV amplifier 
is mounted on spacer (96) using two No. 2-56 x .5652 binder head 
screw (106-2) and No. 2 flat washer (134-2). The XMIT amplifier 
is mounted on spacer (94) using four No. 4-40 x 1.75 binder 
head screws (102-4), internal tooth lockwashers (42-4), and hex 
nuts (37-4). The SPT pin diode switch is mounted on spacer (86) 
using a No. 2-56 x 1.00 binder head screw (105) and No. 2 

flat washer (134). 

Retighten all OSM connectors using torque wrench. Check 
orientation of all components and tighten all mounting screws. 

G. Completed at NRAO. 
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H. Mount 50 pin connector block (16) and connector block hood 
(17) on rear panel (13) using connector guide pin (18), 
connector guide sockets (19-2), connector ground guide pin 
(20 ), and a No. 4 solder lug (125). See top assembly drawing 
for proper placement. 

Attach rear panel to left side plate assembly using two 
No. 6-32 X .25 hex socket head screws (29-2). 

I. Mount the following components on the front panel (12) using 
supplied hardware. 

1. LED indicators (51-3). (Long lead indicates +5V connection.) 

2. Meter (52) and half frame bezel (43). 

3. DPDT toggle switches (53-2). (See top assembly drawing for detail 

4. Fuse holder (54) and Fuse (55). (Discard rubber grommet.) 

5. BNC Jack (56) and ground lug (35). 

6. BNC feedthrough connectors (57-2) . 

Attach front panel to left side plate assembly using two 
No. 6-32 X .375 flat head crossed recessed screws (31-2). 

J. Install Harmonic Mixer Sub-assembly (4) on coupler. 

K. Fabricate and install .141 coax (64) and connectors. A tool 
kit for the OSM and OMQ connectors will be provided by NRAO 
with the appropriate instructions. Each connector must pass 
a quality control test using NRAO-provided dial indicators. 

All .141 coax must be handfitted to the appropriate RF 
components using the bending tool provided in the tool kit. 

No coax shall be bent to a radius less than that possible 
using the bending tool. The finished coax shall be free of 
kinks or scratches and shall be cleaned of rosin. 
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1. Rear panel J4 to 1-2 GHz amplifier input using one 

OMQ3043-75 (58) and one OSM 201 - lA (60) . (5 3/4"). 

2. 1-2 GHz amplifier output to bandpass filter using two 

OSM 201-lA (60-2) (85s") . 

3. Bandpass filter to Harmonic Mixer Sub-assembly J1 using 

our OSM 201A (60) and one OSM 221-1 (73) (7%"). 

4. Rear panel J16 to SPST pin diode switch J2 using one 

OMQ 3043-75 (58), and one OSM 201-lA (60) (22 5/8"). 

5. Rear panel J15 to RCV amplifier output using one 

OMQ 3043-75 (58) and one OSM 201-lA (60) (735"). 

L. Fabricate and install wire harness to all components, sub- 
assemblies, front panel, and rear panel using wire harness 
drawing D13440P11. All wire is color coded No. 22 AWG 
stranded (113), RG-174 (62) and RG-188 coax (112). Use manu¬ 
facturers instructions for coax connectors. Heat shrink tubing will 
be used on all wire terminations except the PC board connectors 
and rear panel connector wire pins. Wires that terminate on 
a solder pin will be soldered. In some cases two or three 
wires may terminate at one point (if specified by the wire list). 
Solder terminations of stranded wire shall be neat and free of 
excess solder and wire whiskers. Solder flux residue shall 
be cleaned. 

Hand wiring shall be neatly dressed into biindles. Sufficient 
service loops shall be used to permit the front panel and the 
PC cards to be "folded" open for access. Wire bundles shall 
be confined with lacing cord or plastic ty-wraps. 
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The following items are used on the wire harness. 

1. Connector pins, yellow/red (40-18). 

2. OMQ 3043-53 connector (59). 

3. OSM 511-3 plug, RG-188 (61-6). 

4. OSM 531-1 plug, right angle, RG-188 (68-4). 

5. 14 pin platform (109-3). 

6. Platform cover (110-3). 

7. DA15P connector (45). 

8. Connector hood (46). 

A. Hood is attached to connector using two No. 4-40 
X .25 pan head screws (36-2), two internal tooth 
locJcwashers (42-2) , and hex nuts (37-2) . 

9. DE95 connector (108)., 

10. Connector hood (126). 

A. Hood is attached to connector using two No. 4-40 
X .25 pan head screws (36-2), internal tooth 
locJcwashers (42-2) , and hex nuts (37-2) . 

11. BNC crimp type plugs, 31-315 (65-2). 

M. Install the following sub-assemblies. 

1. Phase lock unit sub-assembly (2) using two No. 8-32 x 
.375 binder head screws (34-2). 

2. Voltage regulator sub-assembly (3) using four No. 4-40 
x .250 binder head screws (101-4). 

3. Synchronous debounce sub-assembly (5) using three 
No. 4-40 X .250 binder head screws (101-3). 

4. Pin diode driver sub-assembly (7) using No. 4-40 x .250 
binder head screws (101-4). 


Connect wire harness to sub-assemblies 
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N. Complete the mechanical assembly by installing the following 
components. 

1. Two perforated covers (11-2). 

2. Two support bars (10-2) using two No. 6-32 x .375 flat 
head crossed recessed screws (31-2) in front panel and 
two No. 6-32 X .25 flat head screws (26-2) in rear panel. 

3. Four guides (14-4) on rear panel using four No. 6-32 x 
.625 (28-4) and four No. 6-32 x .875 (27-4) pan head 
slotted screws. 

4. Threaded spacer (33) to rear panel using one No. 6-32 x 

.375 pan head screw (32) and internal tooth lockwashers (97). 

5. Right side plate (9) using six No. 6-32 x .25 flat head 
screws (26-6) . 

6 . Four captive screws (21-4) in front panel using NRAO- 
supplied installation tool. 

P. The waveguide brackets (22, 24 ) will be installed by NRAO. 

The waveguide installed in step "G” must be removed prior to 
shipment. Each module shall be individually wrapped with a 
protective covering and packed carefully in durable shipping 
containers to prevent damage. 
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NATIONAL RADIO ASTRONOMY OBSERVATORY 
Post Office Box "O" 

Socorro, New Mexico 87301 


SPECIFICATION NO. A13440N13 
NAME Harmonic Mixer Mount 
DATE October 5, 1976 


PREPARED BY 




APPROVED BY 



1. APPLICATION 

A harmonic mixer mount, consisting of crossguide coupler, diode mount and 
adjustable short for diode tuning is required. The unit shall be used with a 
2400 MHz signal source to produce a 10 MHz IF beatnote between a harmonic of 
the 2400 MHz source and a Guxm oscillator output signal for the purpose of phase 
locking said oscillator. 

2. FREQUENCY RANGE 

All specifications shall be met in one of two broadband frecjuency ranges. 
Each range shall cover frequencies of operation related to channel numbers given 
by the following table: 


CHANNEL 

FREQUENCY 

GHz 

1 

26.41 

2 

28.79 

3 

31.21 

4 

33.59 

5 

36.01 

6 

38.39 

7 

40.81 

8 

43.19 

9 

45.61 

10 

47.99 


One range shall cover channels 1-6 (WR-28) and the other range shall cover 
channels 7-10 (WR-19). 

Harmonic mixer mounts will be ordered by one of these two channel number 


ranges. 




3. 


COUPLING 


The cross guide coupler shall provide 20 ± 3.5 dB coupling with 13 dB minimum 
directivity. 


4. DIODE MOUNT 

A diode mount to fit the Aertech Model No. A2S123 diode is required. 

5. TUNING 

The diode mount is to be tuned by an adjustable short with enough range to 
provide at least one tuning peak at each channel in the given range. 


6. COAX CONNECTOR 

One side of the diode shall be DC grounded with the other side connected to a 
female SMA connector. No bypassing shall be used, and only a low loss dielectric 
such as Teflon shall be utilized for the connector. 

7. MARKING 

The direction of coupling shall be indicated by a symbol as shown on NRAO 
drawing No. C13440P23. 

8. MECHANICAL CONFIGURATION 

The unit must conform to the mechanical specifications of the harmonic mixer 
mount outline drawing No. C13440P23. 


9. DOCUMENTATION 

A chart of coupling and directivity for each channel frequency in the given 
range shall be provided. 
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NATIONAL RADIO ASTRONOMY OBSERVATORY 
Charlottesville, Virginia 
VERY LARGE ARRAY PROJECT 


SPECIFICATION NO : A13450N1 

NAME ! Solid State Amplifier 
DATE ; February 5, 1974 

•9 * 

PREPARED BY ; A 

7 

1■ FREQUENCY RANGE ; 1,0-2.0 GHz 

2. GAIN ; 23.5-30 dB (gain of individual units of given type to be equal within 

+1 dB). 

3. GAIN FLATNESS ! +1 dB 

4. POWER OUTPUT : +7 dBm minimum at 1 dB compression 

5. NOISE FIGURE ; 6 dB max. 

6. VSWR : 2.0 max, (input and output) 

7. GATING SPEED : The amplifier must switch on or off in less than 10 microseconds 

when the power supply voltage is gated on and off. Switching 
time is defined as rise or fall time from 10% to 90% of final 
RF power. Insertion loss should be greater than 13 dB from 
1 to 2 GHz when gated off. 

8. INPUT POWER ; +15V 

9■ CONNECTORS ; SMA Female 

10. Manufacturer is to state whether unit is discrete component construction and 
whether it is reparable in the event of a transistor failure. 









12.0 DATA SHEETS 








Microwave Mixer 
Schottky Diodes 
VHFthru Ku-Band 


^ r 




Series 

A2S100 

A2S700 


OSS 

OiB 


HEAT SINK - 


.050 

.040 

“1 


Cp a 1 pF 
Lp S 4 nHv 

CASf STYL£ "P" 


FEATURES 

n NFo 6.0 dB - X-BAND MIXER 

□ NFo 6.5 dB ■ Ku-BAND MIXER 

□ HIGH BURN OUT 


.064 

.060 


.082 

.070 


■ HEAT SINK 


.084 .064 
.078 .060 


r ~ 




.210 

.190 


.015 

.010 


CASE STYU 'V 


Cp S .15 pF 
-P S 1.0 oHy 


ENVIRONMENTAL 

RATINGS 

Mil-Std 


Rating 

750 

Method 

Conditions 

Temperature, Storage 

1031 

-60°Cto-H50“C 

Temperature, Operating 

- 

-60°Cto-H50°C 

Temperature, Cycling 

1051 

-60°C to -i-150°C 

Shock 

2016 

1500G, 0.5 mSec. 

Vibration 

2056 

20G, 100-2000 Hz 

Constant Acceleration 

2006 

20,000 G 

Soldering Temperature 

- 

230°C, 5Secs. 

Power Dissipation 


200 mW @ 25° C 
Derate to 0 mW 
@ 150°C 


DESCRIPTION 

Aertech Schottky Barrier Diodes use metallurgical bonds 
throughout. Semiconductor processing, surface cleaning, 
passivation and metalization processes have been specially 
developed to provide reliable and reproducible perform¬ 
ance. Special features have been incorporated to enhance 
pulsed power handling capabilities. Custom devices to indi¬ 
vidual or Hi-Rel specifications are available on special 
request. 

The A2S100 Series employs a relatively high barrier metal/ 
silicon schottky junction. This process creates diodes with 
very low noise figure, which are capable of operation in 
extreme Hi-Rel applications. 


The A2S700 Series employs a medium barrier height metal/ 
silicon schottky junction. This allows for operation at low 
local oscillator power levels. 








MIXER DIODES 
SPECIFICATIONS @ +25°C 


A2S100 SERIES • HIGH TURN ON 


Aartach 

Typa 

Number^ 

Test 

Fraqueney® 

(GHz) 

Casa 

Stylel-® 

Noise Figura^ 

Max 

VSWR2 

Z|F^ 

(Ohms) 

Typical Parameters^ 

Typ (dB) 

Max (dB) 

Cjo 

(pF) 

Vbr 

(Volts) 

Rj (Ohms) 
@ 50 mA 

A2S101 

9.375 


5.6 

6.0 

1.5 

200.400 

0.12 

MM 

2 

A2S102 

9.375 


6.0 

6.5 

1.5 

200400 

0.12 


3 

A2S103 

9.375 


6.5 

7.0 

2.0 

200400 

0.12 

BSH 

3.5 

A2S106 

9.375 


5.6 

6.0 

1.5 

200400 

0.12 

KH 

2 

A2S107 

9.375 


6.0 

6.5 

1.5 

200400 

0.12 


3 

A2S108 

9.375 


6.5 

7.0 

2.0 

200400 

0.12 

KEH 

3.5 

A2S121 

16.0 

p 

6.0 

6.5 

1.5 

175-350 

0.10 

2.0 

2.5 

A2S124 

16.0 

p 

6.5 

7.0 

2.0 

175-350 

0.10 

2.0 

3.5 

A2S122 

16.0 

L 

6.0 

6.5 

1.5 

175-350 

0.10 

2.0 

2.5 

A2S123 

16.0 

L 

6.5 

7.0 

2.0 

175-350 

0.10 

2.0 

3.5 


Note: Abov« available in cate style H. 


A2S700 SERIES - MEDIUM TURN ON 


A2S762 

9.375 

H 


6.5 

1.6 

200-500 

0.12 


8 

A2S763 

9.375 

H 


7.5 

1.6 

200-500 

0.15 


10 

A2S701 

9.375 


5.8 

6.0 

1.5 

200400 

0.15 


9 

A2S702 

9.375 

MM 

6.3 

6.5 

2.0 

200400 

0.15 

maSM 

9 

A2S703 

9.375 


6.8 

7.0 

2.0 

200-400 

0.15 


9 

A2S711 

9.375 


5.8 

6.0 

1.5 

200400 

0.15 

2.0 

9 

A2S713 

9.375 


6.3 

6.5 


200400 

0.15 

2.0 

9 

A2S714 

9.375 


6.8 

7.0 


200400 

0.15 

2.0 

9 

A2S720 

16 


6.3 

6.5 

1.5 

200400 

0.12 

2.0 

9 

A2S722 

16 


6.8 

7.0 

2.0 

200400 

0.12 

2.0 

9 

A2S723 

16 


6.3 

6.5 

1.5 

200400 

0.12 


9 

A2S721 

16 

^BH 

6.8 

7.0 

2.0 

200400 

0.12 


9 


NOTES: 


1 . 

2 . 


3. 


4. 


5. 

6. 


Heat sink is the cathode. 

Single sideband overall noise figure, resistive image termination: 
Plo " ' mW 
N|f - 1.5dB@>30MHz 
R|_ ^ 10 ohms 

Single diodes are available as matched pairs or quads. Suffix "M" 
denotes a pair; "Q" denotes a quad. 

A NFq <0.3 dB 
AZ|c <25 ohms 


( 73 ) 


- Junction capacitance @ Vp “ 0 volt. 
Vbp - Measured at Ip ~ 10 
Rj - Series resistance in ohms. 

Available tested at 2 or 3 GHz. 

Available In case style H. 


V. 


J 



















































AD7513 


CMOS 

DUAL SPST 
ANALOG SWITCH 


FEATURES 


"ON” Resistance 

55n 

Break-Before-Make Switching 


Power Dissipation: 

3mW 

DTL/TTL/CMOS Compatible 


Switch Current 

50mA 

Replaces DG-200 



GENERAL DESCRIPTION 

The AD7513 is composed of two independent single-pole- 
single-throw switches on a CMOS chip. State-of-the-art 
design provides TTL/DTL/CMOS compatibility and a low 
power dissipation of 3 mW. 

The AD7513 is an excellent replacement for reed relays 
and FET switches due to its low power dissipation, direct 
logic interface capability and low price. Its high surge cur¬ 
rent capability makes it ideal for use in integrator or sample/ 
hold circuits. 


ABSOLUTE MAXIMUM RATINGS 
(T^ = ■l 25°C unless otherwise noted) 


Vqd to GND .+17 V 

Vgs to GND .-17 V 

V Between any Switch Terminals.+25 V 

Switch Current (I[}§, continuous) .50 mA 

Switch Current (Ids- Surge) — 

1 ms duration, 10% duty cycle.150 mA 

Digital Input Voltage Range.GND to Vpp 

Power Dissipation 
See page 32 

Operating Temperature .-55°Cto+125 C 

Storage Temperature.-65 Cto+150 C 


CAUTION: 

1. Do nor ipply voliagci higher than and Vgs to any other lenninal. especially 

when Vss • V^o “ other pins should be at OV 

2. The digital control inputs are lener protected;however, permanent damage may 
occur on unconnected units under high energy electrostatic fields. Keep unused 
units in conductive foam at all times. 


FUNCTIONAL DIAGRAM 



VH ‘WO Voo 

MSVI l.tIVI 


LOGIC 

Switch "ON” For Address "LOW”. 


ORDERING INFORMATION 


PLASTIC DIP 
(Suffix N) 

TO-100 
(Suffix H) 

OPERATING 
TEMPERATURE RANGE 

AD7513JN 

AD7513KN 

AD7513JH 

AD7513KH 

0°C to +75°C 


AD7513SH 

AD7513TH 

-55°C to+125°C 


PIN CONFIGURATION 

PLASTIC DIP 
Top View 


TO-100 
Top View 
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3mm/SMA Coaxial Components 



JR5 Connectors: Type SMA per 


.typical attenuation ACCURACy^i 




u ^ 


1 GHi 


SERIES 4400 
COAXIAL 


Length: 0.750" max. Weight: 6 grams max. 
Power Rating: 1 watt @ 25*.C • ' 

Operating Temperature: —55"C to +liM*C 
Derating: Linear to 0 power @ 150*C . 


Material: PassivaM 'stainless steel case and 
nuts; gold-plated beryllium copper pins 
Available Values: 1 db through 20 db (in 1 

db increments) 




Hi. 




4 CHa 


3 QUi 


• CHS 


TYPICAL PERFORMANCE-COAXIAL ATTENUATORS 


Model 

Attenuation 

db 

Maximum Deviation from^fe' 
Attenuation at IGHz, db r - ’ 

■ ’'VJ, VSWr] MaJuii^P 

j.’,., *v-'' 

at 1 GHz 


n 



■nginifl 



12-18GHZ 

4401 

1.0±0.2 

±0.2 

+ 0.5 

+ 1.2 

+2.0 

110. 

1.15 ^ 


1.7 

4403 

3.0±0.2 

±0,2 

+ 0.4 

+0.8 


BBK'Rli 

mwm 

mmm 

WBM 

4406 

6.0±0.2 

±0.2 

±0.3' 

+0.7 

+ 1,5 


1.15 


■9S 

4410 

10.0±0.3 

±0.2 


SBSbS 


wsm 

1-251 ' 


beei 

4415 

15,0±0.4 








2.0 

4420^ 

20.0±0.5 

■Bale 






EM 



ORDERING INFORMATION: Insert db value for last two digits of model number, e.g., 4404 is a 
4 db attenuator 







































SPECIFICATICN AND TEST DATA REPORT 
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PHASE-FREQUENCY 

DETECTOR 


MECL Phase-Locked Loop Components 


MC12040 


The MCI2040 is a phase-frequency detector in¬ 
tended for use in systems requiring zero phase and 
frequency difference at fock. in combination with a 
voitage controiled osciilator (such as the MC1648I, 
it is usefuf in a broad range of phase-locked loop 
applications. Operation of this device is identical to 
that of Phase Detector #1 of the MC4044. A dis¬ 
cussion of the theory of operation and applications 
information is given on the MC4344/4044 data sheet. 


• Operating Frequency = 80 MHz typical 













n R*" 










n 0 



VgE Z 



NC 

— No Conntction 



Vcct " ^ 

Vcc 2 ' f'" 1'* 
Vcc3 ■ ^ 
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MC12040 (continued) 


ELECTRICAL CHARACTERISTICS 

Tha MC12040 hat been dttigntd lo fmat the dc tpecifi' 
caliom ihoiwn in the ittt table aftef thermal equilibrium 
hat been ettablithed. Outputi are terminated through a 
50 ohm resistor to ^3.0 V for ^5.0 V tests and through 
a 50 ohm resistor to -2.0 V for *5.2 V leits. 


INPUT 

OUTfUT 

R 

V 

u 

0 

0 

D 

0 

0 

X 

X 

X 

X 

0 

1 

X 

X 

X 

X 

1 

1 

X 

X 

X 

X 

0 

1 

X 

X 

X 

X 

1 

t 

1 

0 

0 

1 

0 

1 


0 

0 

1 

1 

1 

1 

0 

0 

t 

1 

0 

1 

0 

0 

t 

1 

1 

0 

0 

1 

1 

1 

0 

0 

0 

1 

1 

1 

1 

0 

1 

1 

0 

t 

0 

0 

1 

1 

0 

t 

1 

0 

1 

1 

0 

0 

1 

0 

1 

1 

0 

1 

1 

0 

0 

1 

0 


TRUTH TABLE 

This it not itrictlv a functional 
truth table, i.a.. it does not cover 
dl posiiblla modes of operation. 
However it gives a sufficient num¬ 
ber of tests to ensure that the de¬ 
vice v^ll function propariy in ell 
rTKides of operation. 


X - Don’t Care 




D 

- 

-12 





.JLll. 

BUB 

H 

VimAmm 


BB 














a^ 

Bi223H 

iKLCJi 

-1 l«S 

;KBi3i 
















4ato 


«i las 

-i4n 

•s a 


Suepiv Voltafi • >6.2V 












rt*c 

■« >70 

Km 


-i4se 

•sa 



im 

■ 


MCt2O40 

Hi 








■ 

u*w> 

0^ 


.ra«c 


1 WO 




LO* 

iveci 

a<M 



T«« 



Mm 

Ty* 

KS 

^QB 

Ea 

U«M 


CfPB 


P!iWI 




t 




-60 

-eo 



- 

1021 


^BB 




Nil 

■ ApWl Cw'ltAI 


m 



. 

_ 

_ 

iSI 

- 

. 


6 

_ 


. 

? 

m 



■ 


- 

- 

— 

- 

KS 


• 

KZ9 

9 

• 

• 

• 

T 



Km 




- 

MSM 

• 

- 

• 

• 

mzM 


i 


- 


MMiM 



■ 

U 



- 


- 

- 

• 

- 


■ 

• 

* 

- 

1 

B 

Ca«« "t 

VOM® 

n 

BV!^ 

•OMO 






■a 





■B 

BB 

Owtpwi VoltaQ* 



BSI 




■■ 




Bb 







BB 




B 

1 


1 

D 

H 



n 

B 

H 

B 

B 

B 

B 

B 

Laa< "Cr 

VOl© 

n 

•tete 

•lOS 

• 1JS0 


•1 eao 

•t cao 


V«l 





n 


Ouwwl Voiuyi 



H 



1 

1 

BB 

1 

1 

Bl 

1 





B 





H 



1 

1 

■ 

1 

1 

■1 

1 


^^a 

^^a 


B 


"I** 


n 


B 

-oeeo 

B 

B 

•otao 

B 

D 



at 


B 

I.IA 

voiMQt 

■ 

1 

i 

1 

1 

i 

1 

B 

B 

1 

B 

B 

■ 

H 

1 

H 

B 

1 

let* "D 

VOLA© 

a 



>tBtS 

- 

. 

•leoo 

- 

•y »» 

v« 




Mi 

n 


TA»«ihold Voluot 



i 



1 

- 

— 

1 

- 

1 

1 










II 



1 


— 

I 

• 

1 

1 










ij 

- 

1 

* 

- 


• 

* 

i 





■■ 



TIST voltaoi valuss 


Supphr Vetufa - ♦6.0V 









• tMt 

0^: 

a9*e 

»**c 



IVMitl 

IHW 


HK 


E9 

•4 IM 

KlULB 

■CITTK 

^jcorM 

^D3i 

•4 190 

iKlC3i 

BLUUaB 

■ffSL’M 

bib 

•4 aao 

•a uo 

>3 tSS 

•awe 



B 


ucooao 


1 

»*C 

.«t 

U«t 


Mm 


^QB 

B3B 


Um 


K— 



K5S 


•• 

' 

- 


-ao 

•4$ 


• 


ca 




■B 

1 

•Vwi 



. 

. 

_ 


sa 

. 


B3 

• 




■B 

7 


BmB 


- 

* 

- 

• 

Bfifl 

> 


wtBM 

9 




BB 

> 



■ai 

• 

- 



- 


• 

MSSM 


9 

• 


■Bd 

7 


■H 

U 

• 

- 

iB 

- 

• 

• 

• 

Ea 


9 


- 

IB 

7 

L 04 « 1 


mm 

4 000 

4 tao 



4.190 

4 100 

4 aao 

vac 


^BB 


b^b 

t.14 


Ouioui Veuaa* 


■ 

1 

1 

B 

B 

1 

•1 

1 

1 

■ 

■ 

■ 

■ 

1 

B 

iOA'C 0 

© 

o 

> 

mm 


3 00 

3.310 





■9 





1.14 


OtfiRwl VwiAga 


B 


1 

1 

B 




B 

■ 

■ 

■ 

■ 

1 

fl 

La** '1 

BiB3 

n 


B 

4030 

■1 

B 

4oao 

B 

VAl 



■■ 


1.t4 

B 

Tr.mhoIiI Veiu«» 

■l 

■ 

fl 

H 

1 

B 

B 

1 

B 

1 

■ 

■ 

H 

■ 

1 

fl 

Lc*< -'tr 

gjga 

■I 





3400 

B 

3 4M 

V«c 



mm 

■■ 

1.14 

B 

T^rwAMe VMu^ 

Ik 

H 


B 



1 


1 

1 




■■ 


B 


B 


BB 

B 

BB 


1 


1 

1 



H 

MM 

i 

Bl 


Outputs of the device must be tested by sequencing through the truth table. All input, power supply and ground voltages 
mutt be maintained between tests. 

The device must also function according to the trudt table during these tests 
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MC12040 (continued) 


AC TESTS 


To Scop* Ch*nn*< A 


PflF - 6.0 mHx 
Duty Cycl* - 5096 

• t- • 1.6. r\» t 0.2 n« 




NOTES: 

1. All input «nd output cabl«t to tK* acop* 

•r* •qual ItnetHa of 60 H co*xi*i cabi*. 

2. UnuMd input and outputs ar* conn«ct*d 
to a 50 n fMitter to ground. 

3 Tha dovic* undar taat must ba pracondi- 
tiorvad bafora parformlnp ttia ac tatts. 
Praconditioning may ba accompliabad by 
applying pulsa ganarator 1 for a minimum 
of two pulsa* prior to pulM ganarator 2. 
Th* davica mutt ba praeonditionad again 
whan inputs to pins 6 aruj 9 ara intar- 
changad. Th* aama tachniqua appllas. 
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MC12040 (continued) 


APPLICATIONS INFORMATION 


The MC12040 • logic network designed for use ei a phase 

comparator for M£CL<ompalible input signals. It determines the 
“lead" or “lag" phase relationship and the time diffarer>ce between 
the leading edges of the waveforms. Sirtce these edges occur only 
once per cycle, the detector has a range of 12* radiant. 

Operation of the device may be illustrated by assuming two 
waveforms, R and V (Figure 1}, of the same fraquerKy but dif¬ 
fering in phase. If the logic had established by past history that 
n was leading V. the U output of the detector (pin 4) would pro¬ 
duce a positive pulse width equal to the phase differertca and the D 
output (pin 111 would simply remain low 

On the other hand, it is also possibla that V was leading R 
(Figura 1). giving rise to e positive pulse on the D output and a con¬ 
stant low lavel on the U output pin Both outputs for the sample 
condition ere vefid iirtct the determmalion of lead or lag it dapan- 
dent on past edge crossing and initial corsdilions at start-up. A 
stable phasa-lockad loop will result from either corsdiiion. 

Phase error irtformation is contairtad the output duly cycle ~ 
that IS, the ratio of the output pulse width to total period. By 
iniegreiing or low-peas filtering the outputs of the detector and 
sNfting the level to aecommodefe €Ci, twmp, usable analog infor¬ 
mation for the voliage<onirolied oscillator can be developed A 
circuit useful for this function is shown in Figure 2. 

Proper favat shifting is acomplishad by diffarantially driving the 
operational amplifier from the normally high outputs of th# phase 


detector (0 and C). Using this technique the quiescent difiarential 
voltage to the operational amplifier Is zero lassuming matched "1“ 
levels from the phase detector). The 0 and 0 outputs ere then used 
to pais along phase information to the operational amplifier. Phase 
error summing it accomplished through rttisiori R1 connected to 
The inputs of the operaiionet amplifier. Some R-C filtering im¬ 
bedded within the input network (Figure 2) may be very bene¬ 
ficial iirKe the very narrow correctional pulses of the MC12040 
would not normally be iniegreied by the amplifiar. Ganaral de¬ 
sign guides for calculating R1, R2. end C are irteluded in the 
MC4044 data sheet Phase detector gam for this configuration is ap¬ 
proximately 0.16 volts/radien 

System phase error stems from input offset voliege in the oper¬ 
ational amplifier, mismatching of nominally equal rasiitors, and 
mismaichirtg of phase datactor "high’* states between the outputs 
used for threshold setting arKf phase meesuring. All these effects 
ere reflected in the gam constant. For exempt#, a 16 mV off¬ 
set voltage in the amplifier would cause an error of 0.016/0.16 ■ 
0.1 radian or S.7 degrees of error. Phase error can be trimmed to 
zero initially by trimmirsg either input olfiat or one of the threshold 
reiiston (Rim Figure 2) Ph«e error twer temperature da p en Os 
on how much the offandmg peramaiers drift. It batter performance 
were desired, the "charge pump** concept of the MC4044 could be 
implemented end sufaaequent errors could be reduced considarebiy 
since offsets no lortger enter the picture. 


FIGURE 1 • TIMING DIAGRAM 
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FIGURE 2 - TYPICAL FILTER AND SUMMING NETWORK 
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Operational Amplifiers 


LM318 operational amplifier 
general description 

The LM318 is a precision high speed operational 
amplifier designed tor applications requiring wide 
bandwidth and high slew rate. It features a factor 
of ten iiKreasa in speed over gerteral purpose 
devices without sacrificing DC performance. 

features 

■ 15 MHz small signal bandwidth 

■ Guaranteed SOV/ps slew rate 

■ Maximum bias current of 500 nA 

■ Operates from supplies of tbV to ±20V 

■ Internal frequency compensation 

■ Input and output overload protected 

■ Pin compatible with general purpose op amps 

The LM31B has internal unity gain frequency com¬ 
pensation. This considerably simplifies its applica¬ 
tion since no external components are necessary 


tor operation. However, unlike most internally 
compensated amplifiers, external frequency com¬ 
pensation may be added for optimum performance. 
For inverting applications, feedforward compen 
sation will boost the slew rate to over 150V/pt 
and almost double the bandwidth. Overcompensa¬ 
tion can be used with the amplifier for greater 
stability when maximum bandwidth it not needed. 
Further, a single capacitor can be added to reduce 
the 0.1% settling time to under 1 ps. 

The high speed and fast settling time of these op 
amps make them useful in A/0 converters, oscil¬ 
lators. active filters, sample and hold circuits, or 
general purpose amplifiers. These devices are easy 
to apply and offer an order of magnitude better 
AC performance than itsduttry standards such as 
the LM709. 

The LM318 is specified for operation over 0°C 
to 70“C. 


schematic diagram and typical application 



connection diagrams 

Mft«l Can Packaga* 


Oual'l n>tlna Paekaga 


Oual-ln-Ltna Packa^a 



*Pm eonnactiont ahown on achamattc 
diagram and typical applicationt art for 
TO-5 package 




Order Number LM318H 
See Package 11 


Order Number LM316N 
See Package 20 


Order Number LM31BD 
See Package 1 
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LM318 







absolute maximum ratings 


Supply Voltage i20V 

Power Diiitpeiion (Note 1) 500 mW 

Differential Input Current (Note 2) llOmA 

Input Voltage (Note 3) £15V 

Output Short-Circuit Duration Indefinite 

Operating Temperature Range O^C to 70^C 

Storage Temperature Range -GS^C to 150°C 

Lead Temperature (Soldering. 10 sec) 300°C 


electrical characteristics (Note4) 


parameter 

CONDITIONS 

MIN 

TYP 

MAX 

UNITS 

Irtput Offset Voltage 

Ta = 25'C 


4 

10 

mV 

Input Offset Current 

Ta - 25°C 


30 

200 

nA 

Input Bias Current 

Ta = 25°C 


ISO 

500 

nA 

Input Resistance 

Ta = 25'’C 

0.5 

3 


Mn 

Supply Current 

Ta = 25°C 


5 

to 

mA 

Large Signal Voltage Gam 

T* = 25'C. Vs = 115V 

VouT=i10V. RL^2kn 

« 

200 


V/mV 

Stew Rate 

Ta = 25°C. Vs=l 15 V,Av- > 

50 

70 


V/ia 

Small Signal Bandwidth 

Ta = 25°C. Vs = 115V 


15 


MHz 

Input Offset Voltage 




15 

mV 

Input Offset Current 




300 

nA 

Input Bias Current 




760 

nA 

Large Signal Voltage Gam 

Vs = 115V. VouT “ i'OV 

Ri. > 2 kn 

20 



V/mV 

Output Voltage Swing 

Vs' 115V. Rl' 2kn 

112 

113 


V 

Input Voltage Range 

Vs' 115V 

111.5 



V 

Common Mode Rejection Ratio 


70 

1 

100 


d8 

Supply Voltage Refection Ratio 


65 

80 


dS 


Note 1: The mtHimum junction temperature of the LM318 is 85*C. For operating at elevated temperatures, devices in the 
TO-S peckage must be derated bated on a thermal resistance of 150*CAfV, junction to ambient, or 45*C/W, lunction to case. 
The thermal resistance of the duai-in-iine package is lOO^CAM. Junction to ambient 

Mote 2: The irsputs ere shunted vnth beck-to-back diodes for overvoltage protection Therefore, eKceitive current wvill flow if 

e differentiei input voltage in excess of 1 V is applied between the inputs unleu some limiting reststence is used 

Note 3: For supply voitagas less then t15V. the absolute maximum input voltage is equal to the supply voltage 

Note 4: These speoficationi apply for x5V < V 3 ^ *20V and 0*^0 ^ Ta S 70*C. unless oiharwiie specified For proper 

operation, the power supplies must be bypassed with 0.1 wF disc capacitors 
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LM318 




typical performance characteristics (con't) 


Large Signal Frequency 
Responae 



O&M 1M 2M SM 10M 20M SOM 
FRiQUENCY (Ml) 


Open Loop Frequency Voltega Follower PuIm 

ReipooM Responta 



Large Signal Frequency 



1M 3W lOM 30M 100M 

FREQUENCY (Ht) 



FREQUENCY IHil 


TIME lull 


auxiliary circuits 




Feedforward Compensation for Greater 
Invertirtg Slew Rate^ 


Compensation for Minimum 
Settling^ Time 



Offset Balancing 
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typical applications (con't) 



Faft Sample and Hold 0/A Convariar Uaing 

Laddar Ntlwork 





Fast Summing Amplilt> 
with Low Input Current 


Wein Bridge Sirte Wave 
Oscillator 








AD7513 


CMOS 

DUAL SPST 
ANALOG SWITCH 


FEATURES 


“ON" Resistance 

5512 

Break-Before-Make Switching 


Power Dissipation: 

3mW 

DTL/TTL/CMOS Compatible 


Switch Current 

50mA 

Replaces DG-200 



GENERAL DESCRIPTION 

The AD7513 is composed of two independent single- pole- 
single-throw switches on a CMOS chip. State-of-the-art 
design provides TTL/DTL/CMOS compatibility and a low 
power dissipation of 3 mW. 

The AD7513 is an excellent replacement for reed relays 
and FET switches due to its low power dissipation, direct 
logic interface capability and low price. Its high surge cur¬ 
rent capability makes it ideal for use in integrator or sample/ 
hold circuits. 


ABSOLUTE MAXIMUM RATINGS 
(Ty^ = +25°C unless otherwise noted) 


Vqd toGND . -lWV 

Vgs 10 GND .-17 V 

V Between any Switch Terminals. -h25 V 

Switch Current (Iqs, continuous) .50 mA 

Switch Current (Ids- Surge) — 

1 ms duration, 10% duty cycle.150 mA 

Digital Input Voltage Range.GND to Vqd 

Power Dissipation 
See page 32 

Operating Temperature .-55°C to +125°C 

o o 

Storage Temperature.—65 C to+150 C 


CAUTION; 

1. Do not apply voltages higher than Vqq and V 55 to any other terminal, especially 

when Vss ■ ■ OV all other pins should be at OV. 

2. The digital control inputs are zener protected i however, permanent damage may 
occur on unconnected units under high energy electrostatic fields. Keep unused 
units m conductive foam at all times. 


FUNCTIONAL DIAGRAM 



cmo voo 

MSVi l•lftvl 


LOGIC 

Switch “ON" For Address “LOW". 


ORDERING INFORMATION 


PLASTIC DIP 

TO-100 

OPERATING 


(Suffix N) 

(Suffix H) 

TEMPERATURE RANGE 

AD7513JN 

AD7513KN 

AD7513JH 

AD7513KH 

0°C to +75‘’C 



AD7S13SH 

AD7513TH 

-55“C to +125‘’C 


PIN CONFIGURATION 

PLASTIC DIP 
Top View 


TO-100 
Top View 
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3mm/SMA Coaxial Components 


SERIES 4400 
COAXIAL 


Length: 0.750" max. Weight: 6 grama max. 
Power Rating: 1 watt @ 25*.C ■ ' 

Operating Temperature: -55*C to +150*C 
Deratins: Linear to 0 oower @ 150*C 


Material: Passivati^ stainless steel case and 
V nuts; gold-plated beryllium copper pins 
Available Values: 1 db through 20 db (in 1 
db increments)^i_.' 





' K • "'-''•■i'iJ’r- • .r , .v'i'v 


TYPICAL PERFORMANCE-COAXIAL ATTENUATORS 


Model 

Attenuation 

db 

Maximum Deviation from^t". ^'7/ f 
Attenuation at IGHz,' 

t VSWR, MaxiiWifin - - 

■7' ■ ■ :7^. -j-,' . 

atlGHt 



at 12 GHz 

at 18 GHz 

D(AgHz 

4-8GHZ 

8-12GHZ 

12-18GHZ 

4401 


±0.2 


+ 1.2 

+ 2.0 

■m 

1.15 .‘7 


1.7 

4403 


' ±0.2 

WBBSM 

+0.8 



1.15^ 


WBm 

4406 

6.0±0.2 

> ±0.2. 

±0.3 

+0.7 

RSQ3S 

IBIS 

mITBM 


1.7 

4410 

10.0±0.3 

±0.2 

±0.2": 

±0.3 ^ 

ife).5 i' ■ 

;;i.io^ 

1.25| ' 


: 1.7 

4415 

15.0±0.4 

■ -0.5 


|^+^3.0 , 


’•'ilidp 

1.25-‘ 

«• ' 

2.0 

4420 

20.0±0.5 

-1:5 7 

A.' 


4:.^8v0'-- 



1.25 

•'ll' 

2.0 


ORDERING INFORMATION; Insert db value for last two digits of model number, e.g., 4404 is a 
4 db attenuator 































SPECIFIGATICN AND TEST DATA REPORT 

K & L Part No. H P,)^ 0 - K & L Order No. 

Gust. Part No._ Test Eng. 

Serial No. S3^ o - 3 7. •/a _ Q-C. Inspector 

Date 3//-JC _ 

























PHASE-FREQUENCY 

DETECTOR 


MECL Phase-Locked Loop Components 


MC12040 


The MC12040 is a phase-frequency detector in¬ 
tended for use In systems requiring zero phase and 
frequency difference at lock. In combination with a 
voltage controlled oscillator (such as the MC1648), 
it is useful in a broad range of phase-locked loop 
applications. Operation of this device is identical to 
that of Phase Detector #1 of the MC4044. A dis 
cusston of the theory of operation and applications 
information is given on the MC4344/4044 data sheet. 


• Operating Frequency = 80 MHz typical 











*ri 3 
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Vgg 7 



NC 

— No Connactron 




Vqci ' ^ 

^CC2 * 

VcC3 ■ ’ 
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IVIC12040 (continued) 


ELECTRICAL CHARACTERISTICS 

The MC12040 hes been defined to rmei the dc specift* 
cettoni fhown in the test teblc eftef ihermet equilibrium 
h«i been eitebiithed. Outputs ere ttrmineted through e 
50 ohm resistor to -^3.0 V for -tS.O V tests end through 
a BO ohm resistor to -2.0 V for -5.2 V tests. 



——^ D 

0 0 X X X X 
0 1 X X X X 
11 X X X X 
0 1 X X X X 
11 10 0 1 
0 1 10 0 1 
11 10 0 1 
1 0 1 0 0 1 
11 0 0 11 

10 O 0 1 1 

11 0 110 
1 0 0 110 
11 0 110 
0 1 0 110 
ill I 0 |o |l lo 

e thi 


TRUTH TABLE 

This is rtot itrictiv a functions! 
truth tsblt; i.s.. it does riot cover 
all pofiibile modes of operation. 
However it gives a sufficient num¬ 
ber of tests to ensure that the de- 
vice v^ll function property in ell 
rriodes of operation. 


ri ST VOiTAOl VALUf s 


Supply Volugs » -5.2V 


ViMfM. 

.OB40 

^ILmm 

-16)0 

ViHAau* 
-1 X4i 

VilAiwi 
•1 4»0 

Vlf 

• ry 

-Olio 

•1 aso 

.1 10S 

.1 «)S 

•S3 

■C 130 

.1 630 

-t (HS 

-1410 

-S 7 


TIST VOLTAGE AWLICO TO riMS LtttlO BiLOW 


Vii 

ivccJ 

OW 

> 

1,14 

T 

J 

■m 

? 

1 

m 



3.460 - I 3 4e0 


Outputs of the device must be tested by sequencing through the truth ubie. All input, power su^ly and ground voltages 
must be maintained between tests. 

The device must also function eccording to the truth table during these tests. 
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MC12040 (continued) 


AC TESTS 


To Scop* Chinnol A 


PRF - 5.0 mHt 

Duty Cycio " 60% 

t* - t- ■ 1.5. n» t 0.2 ni 




NOTES; 

V Ail tnpul and output c«bl«t to Xh9 »copa 
■r« equal langtha of 50 O coaxial cabla, 

2. Unuaad input and outputa ara connoctad 
to a 50 O reaittor to ground. 

3- Tha davica undar tait mutt ba pracorxii- 
ttonad bafora parforming tha ac ta«ti. 
Praconditioning may ba accompliahad by 
applying pulaa ganarator 1 for a minimum 
of two pulaaa prior to pulaa ganarator 2. 
Tha davica muit ba praoonditlonad again 
whan input* to pina 6 and 9 are Intar- 
changed. Tha aama tachniqua appMaa. 
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MC12040 (continued) 


APPLICATIONS INFORMATION 


The MC12040 it • logic ntiwork designed for use *s • phase 
comptreior for MCCL<ompalible input signets, it determines the 
"leed” or "leg" phese relationship and the time difference between 
the leading edges of the waveforms. Since these edges occur only 
once per cycle, the detector has a range of radians. 

Operation of the device may be illustrated by assuming two 
waveforms, irKl V f Figure 1), of the same frequency but dif¬ 
fering in phase. If the logic had established by past history that 
R was leading V. the U output of the datactor (pin 4) would pro¬ 
duce a positive pulse width equal to the phase differertca and the D 
output fpin 11) would simply remain low 

On the other hartd. it is also pouibfe that V was leadirtg R 
(Figure 1). giving rise to a positive pulse on the 0 output and a con¬ 
stant low level on the U output pin. Both outputs for the sample 
cortditron are valid sirKe the determination of lead or lag is depen¬ 
dent on pest edge crossing and initial conditions at start-up. A 
stable phase-locked loop will result from either condition. 

Phase error informetion is contairsed m the output duty cycle ^ 
that IS. the ratio of the output pulse width to total period. By 
integrating or low-paes filtering the outputs of the detector and 
shiftirsQ the level to accommodate 6CL ewmgs. usable analog infor¬ 
mation for the voltage-controlled oscillator can be devtiopad A 
circuit useful for this furtctton is shown in Figure 2. 

Proper level shifnrtg it acomplished by diffarantiaiiy dnvirtg the 
optratiorsal amplifier from the rtormally high outputs of the phase 


detector (0 and Ol. Using this technique the quiescent differential 
voltage to the operational amplifier is laro lassuming matched "1" 
lavais from the phese detector). The 0 end 0 outputs are then used 
to pass along phese inlormetion to the operational amplifier. Phese 
error summing is accomplished through rasistorv R1 connected to 
tht inputs of the operational amplifier. Some R-C filtertrsg im¬ 
bedded within the input network (Figure 2) may be very bene- 
fieial sifKe the vary narrow correctional pulses of the MC12040 
would not normally be integrated by the amplifier. General de¬ 
sign guides for calculating R1, R2. end C ere included in the 
MC4044 data sheet Phese detector gain for this configuration it ap- 
proximetely 0.16 volts/radien 

System phese error stems from irtput offset voltega in the oper¬ 
ational amplifier, mismatching of nominally equal resistorv. end 
mismatching of phese detector "high" states between the outputs 
used for threshold iettir>g and phese measuring All these affects 
err reflected in the gam conpent. For exemptc. a 16 mV off¬ 
set voltage m the amplifier would cause an error of 0.016/0.16 ■ 
0.1 redien or S.7 degrees of error. Phese error can be trimmed to 
zero iniiielly by trimming either input offset or Of>e of the threshold 
resistors (Rl in Figure 71 Phase e rr or over temperatorre d e pe nds 
on how rrHich the offending parameters drift. If better performance 
were desired, the "charge pump*' concept of the MC4044 could be 
implementtd end subsequent errors could be reduced considerably 
pnoe offsets no longer enter the picture. 


FIGURE 1 - TIMING DIAGRAM 


".J l__l L_f" 
"...j I_I I_r‘ 


fl Leads V j— 

ID Output * "0") 




V Leads R I I 

fU Outout ■ "0") L-]^ 

Leo- 



FIGURE 2 - TYPICAL FILTER AND SUMMING NETWORK 




OiMfMSION TO CENTER OF 
LEADS WHEN FORMEOPARAlllL 
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Operational Amplifiers 


LM318 operational amplifier 
general description 

The LM318 is a precision high speed operational 
amplifier designed for applications requiring wide 
bandwidth and high slew rate, it features a factor 
of ten increase in speed over general purpose 
devices without sacrificing DC performance. 

features 

■ 15 MH 2 small signal bandwidth 

• Guaranteed 50V/>/s slew rate 

■ Maximum bias current of 600 nA 

• Operates from supplies of iBV to ±20V 

• Internal frequency compensation 

■ Input and output overload protected 

■ Pin compatible with general purpose op amps 

The LM318 has internal unity gain frequency com¬ 
pensation. This considerably simplifies its applica¬ 
tion since no external components are necessary 


for operation. However, unlike most internally 
compensated amplifiers, external frequency com¬ 
pensation may be added for optimum performance. 
For inverting applications, feedforward compen¬ 
sation will boost the slew rate to over 160V/ps 
and almost double the bandwidth. Overcompensa¬ 
tion can be used with the amplifier for greater 
stability when maximum bandwidth is not needed. 
Further, a single capacitor can be added to reduce 
the 0.1% settling time to under 1 ps. 

The high speed and fast settling time of these op 
amps make them useful in A/D converters, oscil¬ 
lators, active filters, sample and hold circuits, or 
general purpose amplifiers. These devices are easy 
to apply and offer an order of magnitude better 
AC performance than industry standards such as 
the LM709. 

The LM31B is specified for operation over 0°C 
to 70°C. 


schematic diagram and typical application 



connection diagrams 

M«tal Can Packaga* 


Dual-ln*Lina Package 


Oual'In'Lint Packag* 



*Pin CQnnactionf shown on schamatic 
diagram and typical applications ara tor 
TO>5 package 

Order Number L.M31BH 
See Packega 11 



Order Number LM318N 
See Package 20 


Order Number LM31BD 
Bee Package 1 
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LM318 


absolute maximum ratings 





Supply Voltage 120V 

Power Oitsipation (Note 1) SOOmW 

Differential Input Current (Note 2) 110mA 

Input Voltage (Note 31 IISV 

Output Short-Circuit Duration Indefinite 

Operating Temperature Range 0°C to 70°C 

Storage Temperature Range -65°Cto150°C 

Lead Temperature (Soldering. 10 sec) 300 C 




electrical characteristics (Note 4) 





PARAMETER 

CONDITIONS 

MIN 

TYP 

MAX 

UNITS 

Input onset Voltage 

Ta • 25°C 


4 

10 

mV 

Input Offset Current 

Ta • 25-0 


30 

200 

nA 

Input Bias Current 

Ta - 25“C 


150 

500 

nA 

Input Resistance 

Ta » 25“C 

0.5 

3 


Mfl 

Supply Current 

Ta ' 25"C 


5 

10 

mA 

Large Signal Voltage Gam 

Ta “ 25°C. Vs - 115V 

VouT- JIOV. RL^2kn 

25 

200 


V/mV 

Slew Rate 

Ta = 25°C, Vs - 115V. Av • 1 

50 

70 


V/|iS 

Small Signal Bandwidth 

Ta = 25°C. Vs - 115V 


15 


MHz 

Input onset Voltage 




15 

mV 

Input Offset Current 




300 

nA 

Input Bias Current 

. 



750 

nA 

Large Signal Voltage Gam 

Vs= 115V. VooT ■ I'OV 
Ri.^2kr2 

20 



V/mV 

Output Voltage Swing 

Vs= 115V. Rl- 2kn 

112 

113 


V 

Input Voltage Range 

Vs - ilBV 

111.5 



V 

Common Mode Rejection Ratio 


70 

100 


dB 

Supply VoMaqe Rejection Ratio 


65 

80 


dB 

Not* 1: The manimum junction temperature of the LM316 it 85*C For ooereimg et elevated temperatures, devices in the 

TO'S pachegc must be derated based on • thermal resistance of 150*C/W, junction to ambient, or 4S*C/W. junction to cese. 

The thermal resistance of the dua>-in-tine package is lOO'^C/W, junction to ambient 

Meta 2: The inputs are shunted with back-to-beck diodes for overvoltage protection. Therefore, excessive current will flow it 
• difftrentiel input ^ttege in excess of IV is epphed between the inputs unless some limiting resifunce is used 

Note 3: For supply voltages less then s15V, the absolute maximum input voltage is equal to the supply voltage 

Not# 4: Thtsa speoficetions apply for xBV < V 5 ^ t20V end 0*C ^ T^ S 70*C. unless otherwise specified. For proper 
optretion. the power supplies must be bypassed with 0.1 pF disc cepecttors 
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typical performance characteristics (con't) 


Larg* Signal Fraquancy 
Rnponsa 
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O.M IM 2M SM lOM 70M MM 
FREQUENCY IKtl 


Opan Loop Fraquancy 
Retponsa 



10 100 Ik 10k lOOk IM tOM lOOM 

FREQUENCY |Hf) 


Voltaga FoHowar PuIm 
R wportsa 


22 S 

110 2 > 
a = 

135 Z = 


5 ^ " 
f S -• 
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TIME li.ll 
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IM 3M 10M 30a 
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auxiliary circuits 


fStwrit* Itavu. 

*t*U<ica ereyii ■•cmmiv to* 



'Mawintf Mnh4| 
tHMIt O.IHitll 
lOV 


Faadforward Compensation for Greater 
Inverting Slew Rata^ 


Compensation for Minimum 
Sattlirtg^ Time 





Offset Baiancmg 


Isolating Large Capacitive Loads 


Ovarcompansatron 
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typical applications (con'tl 



Fail SampI* and Hold 


D/A Convariar Uting 
Ladder Network 




Fast Summing AmplHer 
with Low Input Current 



** i«aici 

¥Vein Bridge SirM Wave 
Oscillator 














